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Certificate of Analysis

Pacific Northwest National Laboratories
Sigma V Building
Richland, WA 99352

January 24, 2007

Attention: Dot Stewart

STL Richland
2800 George Washington Way
Richland, WA 99354

Tel: 509 375 3131 Fax: 509 375 5590
www.stl-inc.com

SAF Number S06-007, S06-009, S06-006
Date SDG Closed December 14, 2006
Number of Samples : Six (6)
Sample Type : Water

SDG Number W05072
Data Deliverable : 45-Day / Summary

CASE NARRATIVE

I. Introduction

Between November 30, 2006 and December 13, 2006, six water samples were received at STL Richland
(STLR) for radiochernical analysis. Upon receipt, the samples were assigned the following laboratory ID
numbers to correspond with the Pacific Northwest National Laboratories (PGW) specific IDs:

PGW ID#

B1JL47

BIJL44

B1JLB3

BIKCW8

B1KD09

B1J999

STLR ID#

JKMR4

JKMQ4

JKPKA

JK70G

JLDH5

JLDME

DATE OF RECEIPT

11/30/06

11/30/06

11/30/06
12/08/06

12/08/06

12/13/06

MATRIX

WATER
WATER

WATER

WATER

WATER

WATER

II. Sample Receipt

The samples were received in good condition and no anomalies were noted during check-in.

III. Analytical Results/Methodology

Severn Trent Laboratories, Inc.

STL RICHLAND 3



Pacific Northwest National Laboratories
January 24, 2007

The analytical results for this report are presented by laboratory sample ID. Each set of data includes
sample identification information, analytical results and the appropriate associated statistical errors.

The requested analyses were:
Gas Proportional Counting
Gross Alpha by method RICH-RC-5014
Gross Beta by method RICH-RC-5014
Strontium-90 by method RICH-RC-5006
Gamma Spectroscopy
Iodine-I129 (LL) by method RICH-RC-5025
Liquid Scintillation Counting
Enriched Tritium by method RICH-RC-5024
Technetium-99 by TEVA method RICH-RC-5065
Tritium by method RICH-RC-5007
Laser Induced Phosphorimetry
Total Uranium by method RICH-RC-5058

IV. Quality Control

The analytical results for each analysis performed includes a minimum of one laboratory control sample
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted
in the "Comments" section.

QC and sample results are reported in the same units.

V. Comments

Gas Proportional Counting
Gross Alpha by method RICH-RC-5014:
The LCS, batch blank, samples and sample duplicate (B 1J999) results are within contractual
requirements.

Gross Beta by method RICH-RC-5014:
The LCS, batch blank, samples and sample duplicate (B IKD09) results are within contractual
requirements.

Strontiunm-90 by method RICH-RC-5006
The LCS, batch blank, samples and sample duplicate (BlJLB3) results are within contractual
requirements.

Gamma Spectroscopy
Iodine-129 (LL) by method RICH-RC-5025:
The LCS, batch blank, samples and sample duplicate (BIJL44) results are within contractual
requirements.

Liquid Scintillation Counting

STL RICHLAND 4



Pacific Northwest National Laboratories
January 24, 2007

Technetium-99 by TEVA method RICH-RC-5065:
The LCS, batch blank, samples, sample duplicate (BJL44), and sample matrix spike (B IJL44) results

are within contractual requirements.

Tritium by method RICH-RC-5007:
The LCS, batch blank, samples and sample duplicate (B1J999) results are within contractual

requirements.

Enriched Tritium by method RJCH-RC-5024
The enriched tritium analysis was not completed at the time of reporting.

Total Uranium
Total Uranium by method RICH-RC-5058:
On Jan. 18, 2007 during calibration of the KPA the final blank check was not analyzed. Each batch has a

blank check run after counting the batch. Each of these blanks is acceptable. Data is accepted. Except

as noted, the LCS, batch blank, samples, sample duplicate (BIKCW8), and sample matrix spike
(BlKCW8) results are within contractual requirements.

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for

completeness, for other than the conditions detailed above. Release of the data contained in this hard copy

data package has been authorized by the Laboratory Manager, or a designee as verified by the following

signature.

Reviewed and approved:

Sherryl Adam
Project Manager

STL RICHLAND 5



Drinking Water Method Cross References
DRINKING WATER ASTM METHOD CROSS REFERENCES

Referenced Method Isotope(s) STL Richland's SOP number

EPA 901.1 Cs-134, 1-131 RICH-RC-5017

EPA 900.0 Alpha & Beta RICH-RC-5014

EPA 903.1 Ra-226 RICH-RC-5005

EPA 904.0 Ra-228 RICH-RC-5005

EPA 905.0 Sr89/90 RICH-RC-5006

ASTM D2460 Total Radium RICH-RC-5027

Standard Method 7500-U-C & ASTM D5174 Uranium RICH-RC-5058

EPA 906.0 Tritium RICH-RC-5007

NOTE:
The Gross Alpha LCS is prepared with Am-241 (unless otherwise specified in the case narrative)

The Gross Beta LCS is prepared with Sr/Y-90 (unless otherwise specified in the case narrative)

Uncertainty Estimation
STL Richland has adopted the internationally accepted approach to estimating uncertainties

described in "NIST Technical Note 1297, 1994 Edition". The approach, "Law of Propagation of Errors",

involves the identification of all variables in an analytical method which are used to derive a result. These

variables are related to the analytical result (R) by some functional relationship, R = constants * f(x,y,z,...).

The components (x,y,z) are evaluated to determine their contribution to the overall method uncertainty.

The individual component uncertainties (uj) are then combined using a statistical model that provides the

most probable overall uncertainty value. All component uncertainties are categorized as type A, evaluated

by statistical methods, or type B, evaluated by other means. Uncertainties not included in the components,

such as sample homogeneity, are combined with the component uncertainty as the square root of the sum-

of-the-squares of the individual uncertainties. The uncertainty associated with the derived result is the

combined uncertainty (u,) multiplied by the coverage factor (1,2, or 3).

When three or more sample replicates are used to derive the analytical result, the type A

uncertainty is the standard deviation of the mean value (S/vn), where S is the standard deviation of the

derived results. The type B uncertainties are all other random or non-random components that are not

included in the standard deviation.

The derivation of the general "Law of Propagation of Errors" equations and specific example are

available on request.

STL Richland
rutGencralinfo v3.72

STL RICHLAND 6



Action Lev

Batch

Bias

COC No

Count Error (#s)

Total Uncert (#s)
u, Combined
Uncertainty.

(#s), Coverage
Factor
CRDL (RL)

Le

Lot-Sample No

MDCIMDA

Primary Detector

Ratio U-234/U-238

Rst/MDC

Rst/TotUcert

Report DB No

RER

SDG

Sum Rpt Alpha
Spec Rst(s)

Work Order

Yield

Report Definitions
An agreed upon activity level used to trigger some action when the final result is greater than or equal to the Action
Level, Often the Action Level is related to the Decision Limit.

The QC preparation batch number that relates laboratory samples to QC samples that were prepared and analyzed
together.

Defined by the equation (Result/Expected)-l as defined by ANSI N13.30.

Chain of Custody Number assigned by the Client or STL Richland.

Poisson counting statistics of the gross sample count and background. The uncertainty is absolute and in the same

units as the result. For Liquid Scintillation Counting (LSC) the batch blank count is the background.

All known uncertainties associated with the preparation and analysis of the sample are propagated to give a measure

of the uncertainty associated with the result, it, the combined uncertaintv. The uncertainty is absolute and in the

same units as the result,

The coverage factor defines the width of the confidence interval, 1, 2 or 3 standard deviations.

Contractual Required Detection Limit as defined in the Client's Statement Of Work or STL Richland "default"
nominal detection limit. Often referred to the reporting level (RL)

Decision Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield. and Volume

associated with the sample. The Type I error probability is approximately 5%. Lc=(1.645 *
Sqrt(2*(BkgrndCnt/BkgrndCntMin)/SCntMin)) * (ConvFct/(Eff*Yld*Abn*Vol) * IngrFct). For LSC methods the

batch blank is used as a measure of the background variability. Lc cannot be calculated when the background count

is zero.

The number assigned by the LIMS software to track samples received on the same day for a given client. The

sample number is a sequential number assigned to each sample in the Lot.

Detection Level based on instrument background or blank, adjusted by the Efficiency. Chemical Yield, and Volume

with a Type I and I1 error probability of approximately 5%. MDC = (4.65 *

Sqrt((BkgrndCnt/BkgnmdCntMin)/SCntMin) + 2.7 I/SCntMin) * (ConvFct/(Eft * Yld * Abn " Vol) * IngrFct). For

LSC methods the batch blank is used as a measure of the background variability.

The instrument identifier associated with the analysis of the sample aliquot.

The U-234 result divided by the U-238 result. The U-234/U-238 ratio for natural uranium in NIST SRM 4321C is

1.038.

Ratio of the Result to the MDC. A value greater than I may indicate activity above background at a high level of

confidence. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Ratio of the Result to the Total Uncertainty. If the uncertainty has a coverage factor of 2 a value greater than I may

indicate activity above background at approximately the 95% level of confidence assuming a two-sided confidence

interval. Caution should be used when applying this factor and it should be used in concert with the qualifiers

associated with the result.

Sample Identifier used by the report system. The number is based upon the first five digits of the Work Order

Number.

The equation Replicate Error Ratio = (S-D)/[sqrt(TPUs2 + TPUd2)J as defined by (CPT BOA where S is the original

sample result. D is the result of the duplicate, TPUs is the total uncertainty of the original sample and TPUd is the

total uncertainty of the duplicate sample.

Sample Delivery Group Number assigned by the Client or assigned by STL Richland upon sample receipt.

The sum of the reported alpha spec results for tests derived from the same sample excluding duplicate result where

the results are in the same units.

The LIMS software assign test specific identifier.

The recovery of the tracer added to the sample such as Pu-242 used to trace a Pu-239/40 method.

STL Richland
rntGencralinfo v.72
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/124/2007 9:22:24 A M
FormNbr: R

STL Richland Report
FormatType: FEAD Version: 05 Rpt Nbr: 34299

Lab Codc: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab
Sample Id:
9JK70G10

Batch
6353567

6353568

6353566

Lab
Sample Id:
9JKMQ410

Batch

6353567

6353568

6353579

6353582

6353566

Lab
Sample Id:
9JKMR410

Batch

6353567

6353566

Lab
Sample Id:
9JKPKA10

Batch

6353585

Lab
Sample Id:
9JLDH510

Client
Id:

B1KCW8

Analyte
ALPHA

BETA

Uranium

Client
Id:

B1JL44

Analyte

ALPHA

BETA

1-129L

TC-99

Uranium

Client
Id:

81JL47
Analyte

ALPHA

Uranium

Client
Id:

B1JLB3

Analyte
SR-90

Client
Id:

B1KD09

Batch Analyte

6353564 H-3

6353567 ALPHA

6353568 BETA

Test
User

CAS#
12587-46-1

12587-47-2

7440-61-1

Test
User

CAS#

12587-46-1

12587-47-2

15046-84-1

14133-76-7

7440-61-1

Test
User

CAS#

12587-46-1

7440-61-1

Contract
Nbr

MW6-SBB-A1

Result

4.88E+01

279E+01

109E+02

SAF Nbr Sdg QC
Nbr: Typ

S06-009 W05072

Unit CntU 2S TotU 2S
pCi/L 6.4E+00 1.3E+01

pCi/L 2.8E+00 4.7E+00

ug/L 1.3E+01 1.3E+01

Contract SAF Nbr Sdg
Nbr Nbr:

MW6-SBB-A1 S06-007 W05072

Result Unit

3.54E+00 pCi/L

1.09E+01 pCi/L

-3.91 E-02 pCi/L

-1.33E+00 pCi/L

720E+00 ug/L

Contract
Nbr

MW6-SBB-A1

Result

4.61 E+00

8.43E+00

CntU 2S

1.9E+00

2.7E+00

1.5E-01

4.0E+00

7.4E-01

SAF Nbr Sdg
Nbr:

S06-007 W05072

Unit

pCi/L

ug/L

CntU 2S

2.OE+00

1.OE+00

Moisture/ Distilled
e: Solids%*: Volume

Qual MDA TrcYield

2.OOE+00 100.0

2.84E+00 100.0

8.45E-02

QC Moisture/ Distilled
Type: Solids%*: Volume

TotU 2S Qual
2.1 E+00

3.5E+00

1.5E-01 U

6.1E+00 U

7.4E-01

MDA TrcYield

2.41E+00 100.0

4.45E+00 100.0

2.62E-01 97.3

9.95E+00 100.0

8.35E-02

TotU 2S Qual
2.2E+00

1.OE+00

Test Contract SAF Nbr Sdg DC
User Nbr Nbr: Type:

MW6-SBB-A1 S06-007 W05072

CAS# Result Unit CntU 2S TotU 2S Qual
10098-97-2 4.45E+02 pCi/L 4.5E+00 6.4E+01

Test
User

CAS#

10028-17-8

12587-46-1

12587-47-2

Contract
Nbr

MW6-SBB-A1
Result

3.42E+05

4.83E+00

6.04E+01

SAF Nbr Sdg
Nbr:

S06-009 W05072

Unit
pCi/L

pCi/L

pCi/L

CntU 2S TotU 2S

1.9E+03 1.3E+04

2.1E+00 2.4E+00

3.8E+00 8.7E+00

MDA TrcYield

2.19E+00 100.0

8.32E-02

Moisture/
Solids%*:

Distilled
Volume

MDA TrcYield

4.28E-01 76.8

DC Moisture/
Type: Solids%*:

Distilled
Volume

Sample
On Date:

Alq Size
2.OOE-01

2.012E-01

Method

9310_ALPHABETA

9310-ALPHABETA

UTOT-KPA

Sample
On Date:

Method Alq Size

9310_ALPHABETA 9.64E-02

931 0ALPHABETA 8.44E-02

1129LLSEPLEPS 3.7125E+00

TC99_ETVDSKLS 1.25E-01

UTOTKPA 2.51 E-02

Sample
On Date:

Method

9310_ALPHABETA

UTOT-KPA

Sample
On Date:

Method Alq Size
SRISO-SEPPRE 9.951E-01

Sample
On Date:

Qual MDA TrcYield Method

3.22E+02 100.0 906.0-H3-LSC

1.82E+00 100.0 9310_ALPHABETA

2.79E+00 100.0 9310_ALPHABETA

Alq Size

5.OOE-03
1.866E-01

1.966E-01

Collection
Date:

12/08/2006 10:13

Unit Analy Date/Time

L 01/1212007 16:02

L 01/12/2007 15:18

Act

1

1

2.48E-02 ML 01/17/2007 16:56 I

Collection
Date:

11/30/2006 12:39

Alq Size

1.287E-01

2.52E-02

Unit

L

L

L

L

ML

Analy Date/Time

01/12/2007 17:37

01/12/2007 16:09

01/16/2007 15:41

01/12/2007 09:00

01/18/2007 10:33

Collection
Date:

11/30/2006 11:55

Unit

L

ML

Analy Date/Time

01/12/2007 19:33

01/17/2007 16:54

Collection
Date:

11/30/2006 10:59

Unit Analy Date/Time Act
L 01/17/2007 06:52 I

Collection
Date:

12/13/2006 09:03

Unit Analy Date/Time

L 01/08/2007 14:58

L 01/12/2007 16:02

L 01/12/2007 15:18

STL Richland

rptFeadRadSummaryEdd v3.48

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Act

1

1

1

1

1

DC Moisture/ Distilled
Type: Solids%*: Volume

Act

1

1

Act
1

1

1

I



1/24/2007 9:22:24 AM STL Richland Report
FormatType: FEAD Version: 05 Rpt Nbr: 34299 File Name: h:\Reportdb\edd\FeadlV\Rad\WO5072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Test Contract
User Nbr

MW6-SBB-A1
CAS# Result

10028-17-8 -3.1 0E+01
12587-46-1 1.44E+00

12587-47-2 7.64E+00

SAF Nbr Sdg
Nbr:

S06-006 W05072

Unit CntU 2S

pCi/L 1.3E+02

pCi/L 9.6E-01

pCi/L 1.8E+00

QC Moisture/ Distilled
Type: Solids%*: Volume

TotU 2S Qual
1.5E+02 U

1.0E+00

2.2E+00

MDA TrcYield
3.19E+02 100.0

1.39E+00 100.0

2.94E+00 100.0

Sample
On Date:

Method
906.0_H3_LSC

9310_ALPHABETA

9310-ALPHABETA

Collection
Date:

12/13/2006 08:25

Alq Size
5.00E-03

1.662E-01

2.008E-01

Unit

L

L

L

Analy Date/Time Act
01/08/2007 16:21 1
01/12/2007 19:33 I
01/12/2007 15:18 1

STL Richland

rptFeadRadSumnimaryEdd v3.48

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

FormNbr: R

Lab
Sample Id:
9JLDME10

Batch

6353564

6353567

6353568

Client
Id:

B1J999

Analyte
H-3

ALPHA

BETA

2

Lab Code: STLRL



Wednesday, January 24, 2007 STL Richland QC Blank Report
File Name: h:\Reportdb\edd\FeadlV\Rad\WO5072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

FormNbr: R

Lab Sample Id:
Client Id:
Moisture/Solids%*:

SAF Nbr

FormatType: FEAD

JLTC41AB

NA

Contract Nbr
MW6-SBB-A19981

VersionNbr: 05

Sdg/Rept Nbr: W05072
Matrix:

QC Type:

WATER

BLK

Test User Case Nbr SAS Nbr Suffix

34299

WATER

Decant

Collection Date: 12/13/2006 08:25
Sample On Date:
Received Date: 12/13/2006

Distilled Volume File Id

Tot/Cnt
Unit Uncert 2S

pCi/L 2.6E-01
2.6E-01

Qu-
al MDC

U 5.71 E-01

Tracer

Yield
100.0

Spk Conc/ Analy
%Rec Method

9310ALPHAB

Aliq
Size/

1.999E-01
L

DaterTime
Analyzed

01/12/2007
19:33

RPD/ RER/ LCS R
UCL UCL LCUJUCL Typ

D

STL Richland

rptFeadRadEdd v3.68
U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch #/
Qc Type

6353567

BLK

Analyt/
CAS#

ALPHA
12587-46-1

Result/
Orig Rst

1.31E-01

FSuffix RTyp
AP H

I

Lab Code: STLRL



W'dnesdcq, an uarv 24, 2007

FormNbr: R

STL Richland QC Blank Report
Form atType: FEAD VersionNbr: 05

Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab Sample Id:
Client Id:

JLTC91AB
NA

Moisture/Solids%*:

SAF Nbr Contract Nbr
MW6-SBB-A19981

Sdg/Rept Nbr: W05072
Matrix: WATER

QC Type: BLK

Test User Case Nbr SAS Nbr Suffix

34299

WATER

Decant

Collection Date: 12/13/2006 09:03
Sample On Date:

Received Date: 12/13/2006

Distilled Volume File Id

Tot/Cnt
Unit Uncert 2S

pCi/L 9.7E-01
9.7E-01

Qu-
al MDC

U 1.94E+00

Tracer
Yield

100.0

Spk Conc/ Analy Aliq
%Rec Method Size/

9310_ALPHAB 2.03E-01
L

Date/Time
Analyzed

01/12/2007
16:09

RPD/ RER/ LCS R
UCL UCL LCLIUCL Typ

D

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide,
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch # /
Oc Type

6353568
BLK

Analyt/
CAS#

BETA
12587-47-2

Result/
Orig Rst

3.16E-01

FSuffix RTyp
AR H

2



Wednesday, Jaiuary 24, 2007

FormNbr: R

STL Richland "C Blank Renort
FormatType: FEAD VersionNbr: 05

Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab Sample
Client Id:
Moisture/Sol

SAF Nbr

Id: JLTCN1AB
NA

ids%*:

Contract Nbr
MW6-SBB-A19981

Sdg/Rept Nbr: W05072

Matrix: WATER

QC Type: BLK

Test User Case Nbr SAS Nbr Suffix

34299
WATER

Decant

Collection Date: 12/13/2006 08:25

Sample On Date:
Received Date: 12/13/2006

Distilled Volume File Id FSuffix RTyp
AT H

Tot/Cnt
Unit Uncert 2S

pCi/L 1.5E+02
1.3E+02

Qu-
al

U

Tracer
MDC Yield

3.23E+02 100.0

Spk Concl Analy
%Rec Method

906.0 H3

Aliq
Size/

LSC 5.00E-03
L

Date/Time
Analyzed

01/08/2007
09:28

RPD/ RER/ LCS R
UCL UCL LCLIUCL Typ

D

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch # /
Qc Type

6353564
BLK

Analyt/
CAS#

H-3
10028-17-8

Result/
Orig Rst

-8.36E+01



STL Richland QC Blank Report
FormatType: FEAD VersionNbr: 05 File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab Sample Id:
Client Id:
Moisture/Solids%*:

SAF Nbr

JLTCN1DX
NA

Contract Nbr
MW6-SBB-A19981

Sdg/Rept Nbr: W05072
Matrix: WATER

QC Type: BLK

Test User Case Nbr SAS Nbr Suffix

34299

WATER

Decant

Collection Date: 12/13/2006 08:25

Sample On Date:
Received Date: 12/13/2006

Distilled Volume File Id

Tot/Cnt
Unit Uncert 2S

pCi/L 1.5E+02
1.4E+02

Qu- Tracer
al MDC Yield

U 3.23E+02 100.0

Spk Concl Analy
%Rec Method

906.0_H3_LSC

Aliq
Size/

5.00E-03
L

Date/Time
Analyzed

01/08/2007
12:13

RPD/ RER/ LCS R
UCL UCL LCJUCL Typ

D

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

FormNbr: R

Batch #/
Qc Type

6353564
BLK

Analyt/
CAS#

H-3
10028-17-8

Result/
Orig Rst

6.59E+01

FSuffix RTyp
AV H

4

W~ednesdav, janua.;% 24, 20)07 Lab Code: STLRL



Wedneslav, .Ianuarv 24, 2007

FormNbr: R

STL Richland QC Blank Report
FormatType: FEAD VersionNbr: 05

Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab Sample
Client Id:
Moisture/So

SAF Nbr

Id: JLTCX1AB

NA

lids%*:

Contract Nbr

MW6-SBB-A1 9981

Sdg/Rept Nbr: W05072

Matrix: WATER

QC Type: BLK

Test User Case Nbr SAS Nbr Suffix

34299

WATER

Decant

Collection Date: 12/08/2006 10:13

Sample On Date:
Received Date: 12/08/2006

Distilled Volume File Id FSuffix RTyp
AX H

Tot/Cnt
Unit Uncert 2S

ug/L 1.0E-03
1.OE-03

Qu-
al MDC

U 8.35E-02

Tracer Spk Conc/ Analy
Yield %Rec Method

UTOTKPA

Aliq
Size/

2.51 E-02
ML

Date/Time
Analyzed

01/17/2007
16:37

RPD/ RER/ LCS R
UCL UCL LCLJUCL Typ

D

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide. 5
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch # /
Qc Type

6353566
BLK

Analyt/
CAS#

Uranium
7440-61-1

Result/
Orig Rst

-7.15E-03



Wednesday, Januarv 24. 2007

FormNbr: R

STL Richland QC Blank Report
FormatType: FEAD VersionNbr: 05

Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299 Edd

Lab Sample Id:
Client Id:

JLTD51AB
NA

Sdg/Rept Nbr: W05072
Matrix:

QC Type:Moisture/Solids%*:

SAF Nbr Contract Nbr

MW6-SBB-A19981

WATER

BLK

Test User Case Nbr SAS Nbr Suffix

34299
WATER

Decant

Collection Date: 11/30/2006 12:39
Sample On Date:
Received Date: 11/30/2006

Distilled Volume File Id FSuffix RTyp
BA H

Tot/Cnt
Unit Uncert 2S

pCi/L 1.5E-01
1.5E-01

Qu- Tracer
al MDC Yield

U 2.58E-01 100.0

Spk Conc/ Analy Allq
%Rec Method Size/

1129LLSEPL 3.6099E+00
L

Date/Time
Analyzed

01/16/2007
15:42

RPD/ RER/ LCS R
UCL UCL LCL/UCL Typ

D

STL Richland

rptFeadRadEdd v3.68
U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
j Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch # /
Oc Type

6353579
BLK

Analyt/
CAS#

1-129L
15046-84-1

Result/
Orig Rst

-8.99E-02

6



Wetdhesdav, Jantuary 24, 2007

FormNbr: R

STL Richland QC Blank Report
FormatType: FEAD VersionNbr: 05 File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab Sample
Client Id:
Moisture/So

SAF Nbr

Batch # /
Qc Type

6353582
. BLK

Id: JLTD91AB
NA

lids%*:

Contract Nbr
MW6-SBB-A19981

Analyt/
CAS#

TC-99
14133-76-7

Result/
Orig Rst

-6.80E+00

Sdg/Rept Nbr: W05072
Matrix: WATER

QC Type: BLK

Test User Case Nbr SAS Nbr

Tot/Cnt
Unit Uncert 2S

pCi/L 5.7E+00
3.8E+00

Cu- Tracer
aU MDC Yield

U 9.86E+00 100.0

Suffix

34299

WATER

Decant

Collection Date: 11/30/2006 12:39
Sample On Date:
Received Date: 11/30/2006

Distilled Volume File Id

Spk Conc/ Analy Aliq Date/Time
%Rec Method Size/ Analyzed

TC99_ETVDSK 1.258E-01 01/12/2007
L 09:01

FSuffix RTyp
BC H

RPD/ RER/ LCS R
UCIL UCL LCLJUCL Typ

D

STL Richland

rptFeadRadEdd v3.68
U Qual - Analyzed for, but the result is less than the Mdc or gamna scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

7

Lab Code. STLRL



Wednesday, Januarv 24, 2007

FormNbr: R

STL Richland OC Blank Report
FormatType: FEAD VersionNbr: 05

Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd'

Lab Sample Id:
Client Id:
Moisture/Solids%*:

JLTEA1AB

NA
Sdg/Rept Nbr: W05072

Matrix: WATER

OC Type:

34299

WATER

BLK

Collection Date: 11/30/2006 10:59

Sample On Date:
Received Date: 11/30/2006

Contract Nbr
MW6-SBB-A1 9981

Test User Case Nbr SAS Nbr Suffix Decant Distilled Volume

Tot/Cnt
Unit Uncert 2S

pCi/L 1.8E-01
1.6E-01

Qu- Tracer Spk Conc/ Analy Aliq Date/Time
al MDC Yield %Rec Method Size/ Analyzed

U 4.41E-01 73.8 SRiSOSEP P 1.0022E+00 01/17/2007
L 06:53

RPD/ RER/ LCS R
UCL UCL LCUUCL Typ

D

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mde or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual. Analyte was found in the associated laboratory blank above the MDC.

SAF Nbr

Batch # /
Oc Type

6353585
BLK

Analyt/
CAS#

SR-90
10098-97-2

Result/
Orig Rst

-8.65E-02

File Id FSuffix RTyp
BE H

8



Wednesdov, January 24, 2007

FormNbr: R FormatType: FEAD

STL Richland QC Con
VersionNbr: 05

trol Sample Report - I QI

File Name; h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299 Edd

Lab Sample

Client Id:
Moisture/Sol

SAF Nbr

Id: JLTC41CS

NA

ids%*:

Contract Nbr
MW6-SBB-A19981

Sdg/Rept Nbr: W05072
Matrix: WATER
OC Type: BS

Test User Case Nbr SAS Nbr Suffix

34299

WATER

Decant

Collection Date: 12/13/2006 08:25
Sample On Date:
Received Date: 12/13/2006

Distilled Volume File Id FSuffix RTyp
AQ H

Tot/Cnt
Unit Uncert 2S

pCi/L 5.8E+00
2.2E+00

Ou-
al

Tracer
MDC Yield

5.90E-01 100.0

Spk Concl
%Rec

2.25E+01
102.0

Analy
Method

9310_ALPHAB

Aliq
Size/

2.031 E-01
L

Date/Time
Analyzed

01/12/2007
19:33

RPD/ RERI LCS R
UCL UCL LCLIUCL Typ

70 D
130

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch #/
Qc Type

6353567
BS

Analyt/
CAS#

ALPHA
12587-46-1

Result/
Orig Rst

2.29E+01

9



Wednesdav, January 24, 2007

FormNbr: R

STL Richland QC Control Sample Report
FormatType: FEAD VersionNbr: 05

Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072,Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab Sample

Client Id:
Moisture/So

SAF Nbr

Id: JLTC91CS

NA

lids%*:

Contract Nbr
MW6-SBB-A19981

Sdg/Rept Nbr: W05072

Matrix: WATER

QC Type: BS

Test User Case Nbr SAS Nbr Suffix

34299

WATER

Decant

Collection Date: 12/13/2006 09:03
Sample On Date:
Received Date: 12/13/2006

Distilled Volume File Id FSuffix RTyp
AS H

Tot/Cnt
Unit Uncert 2S

pCi/L 3.4E+00
1.7E+00

Qu-
al

Tracer
MDC Yield

1.73E+00 100.0

Spk Conc/
%Rec

2.26E+01
100.7

Analy
Method

9310 ALPHAB

Aliq Date/Time
Size/ Analyzed

2.002E-01 01/12/2007
L 16:09

RPD/ RER/ LCS R
UCL UCL LCLJUCL Typ

70 D
130

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch # /
Qc Type

6353568
BS

Analyt/
CAS#

BETA
12587-47-2

Result/
Orig Rst

2.28E+01



Wednesday. Januarv 24, 2007

FormNbr: R

STL Richland QC Control Sample Report Lab Codc; STLRL

FormatType: FEAD VersionNbr: 05 File Name: h:\Reportdb\edd\FeadlV\Rad\WO5072.Edd, h:\Reporldb\edd\FeadV\Rad\34299.Edd

Lab Sample
Client Id:
Moisture/So

SAF Nbr

Id: JLTCN1CS

NA

lids%*:

Contract Nbr
MW6-SBB-A19981

Sdg/Rept Nbr: W05072
Matrix: WATER

QC Type: BS

Test User Case Nbr SAS Nbr Suffix

34299
WATER

Decant

Collection Date: 12/13/2006 08:25
Sample On Date:
Received Date: 12/13/2006

Distilled Volume File Id FSuffix RTyp
AU H

Tot/Cnt
Unit Uncert 2S

pCi/L 2.7E+02
2.2E+02

Qu-
al

Tracer
MDC Yield

3.22E+02 100.0

Spk Conc/
%Rec

2.72E+03
102.6

Analy
Method

906.0 H3 LSC

Aliq
Size/

5.OOE-03
L

Date/Time
Analyzed

01/08/2007
10:50

RPD/ RER/ LCS R
UCL UCL LCLIUCL Typ

70 D
130

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch # /
Qc Type

6353564
BS

Analyt/
CAS#

H-3
10028-17-8

Result/
Orig Rst

2.79E+03

/I



Wednesday, Januaryv 24, 2007

FormNbr: R

STL Richland QC Control Sample Report
FormatType: FEAD VersionNbr: 05

Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h;\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab Sample Id:
Client Id:
Moisture/Solids%*:

SAF Nbr

JLTCN1EM

NA

Contract Nbr

MW6-SBB-A19981

AnalytJ
CAS#

H-3
10028-17-8

Result/
Orig Rst

2,46E+03

Sdg/Rept Nbr: W05072
Matrix:

QC Type:

Test User Case Nbr SAS Nbr

Tot/Cnt
Unit Uncert 2S

pCi/L 2.6E+02
2.1E+02

WATER

BS

Qu- Tracer
al MDC Yield

3.27E+02 100.0

34299
WATER

Suffix

Spk Conc/
%Rec

2.72E+03
90.6

Decant

Analy
Method

906.01-131LS

Collection Date: 12/13/2006 08:25
Sample On Date:
Received Date: 12/13/2006

Distilled Volume

Aliq

Size/
C 5.00E-03

L

File Id

Date/Time
Analyzed

01/08/2007
13:36

FSuffix RTyp
AW H

RPOI RER/ LCS R
UCL UCL LCLJUCL Typ

70 D
130

STL Richland

rptFeadRadEdd v3.68
U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch # I
Oc Type

6353564

BS

12



Wednesday, January 24, 2007

FormNbr: R

STL Richland QC Control Sample Report Lab Code: STLRL

FormatType: FEAD VersionNbr: 05 File Name: h:\Reporldb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab Sample

Client Id:
Moisture/So

SAF Nbr

Id: JLTCX1CS

NA

lids%*:

Contract Nbr
MW6-SBB-A19981

Sdg/Rept Nbr: W05072
Matrix: WATER

QC Type: BS

Test User Case Nbr SAS Nbr Suffix

34299
WATER

Decant

Collection Date: 12/08/2006 10:13

Sample On Date:
Received Date: 12/08/2006

Distilled Volume File Id FSuffix RTyp
AY H

Tot/Cnt
Unit Uncert 2S

ug/L 4.5E+00
4.5E+00

Qu-
al

Tracer Spk Conc/
MDC Yield %Rec

8.19E-02 3.53E+01
107.8

Analy
Method

UTOTKPA

Aliq
Size/

2.56E-02
ML

Date/Time
Analyzed

01/17/2007
16:44

RPD/ RERI LCS R
UCL UCL LCU/UCL Typ

70 D
130

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch # /
Qc Type

6353566
BS

Analyt/
CAS#

Uranium
7440-61-1

Result/
Orig Rst

3.80E+01

13



Wednesday, January 24, 2007 STL Richland QC Control Sample Report Lab Code: STLRL

FormNbr: R

Lab Sample Id:
Client Id:
Moisture/Solids%*:

FormatType: FEAD

JLTCX1DS
NA

VersionNbr: 05

Sdg/Rept Nbr: W05072
Matrix: WATER

QC Type: BS

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.EddI

34299
WATER

Collection Date: 12/08/2006 10:13
Sample On Date:
Received Date: 12/08/2006

Contract Nbr
MW6-SBB-A1 9981

Test User Case Nbr SAS Nbr Suffix Decant Distilled Volume

Tot/Cnt
Unit Uncert 2S

ug/L 4.0E-01
4.OE-01

Qu-
al

Tracer Spk Conc/
MDC Yield %Rec

8.06E-02 3.47E+00
112.7

Analy
Method

UTOTKPA

Aliq
Size/

2.60E-02
ML

Date/Time
Analyzed

01/17/2007
16:47

RPD/ RER/ LCS R
UCL UCL LCJUCL Typ

70 D
130

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

SAF Nbr

Batch # /
Qc Type

6353566
BS

Analyt/
CAS#

Uranium
7440-61-1

Result/
Orig Rst

3.91E+00

File Id FSuffix RTyp
AZ H

14



Wednesday. Jan'aY 24, 2007

FormNbr: R

STL Richland QC Control Sample Report
FormatType: FEAD VersionNbr: 05

Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072 Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab Sample Id:

Client Id:

Moisture/Solids%*:

SAF Nbr

JLTD51CS

NA

Contract Nbr
MW6-SBB-A1 9981

Sdg/Rept Nbr: W05072

Matrix: WATER

QC Type: BS

Test User Case Nbr SAS Nbr Suffix

34299

WATER

Decant

Collection Date: 11/30/2006 12:39

Sample On Date:
Received Date: 11/30/2006

Distilled Volume File Id FSuffix RTyp
BB H

Tot/Cnt
Unit Uncert 2S

pCi/L 1.1E+00
1.1E+00

Tracer
MDC Yield

3.82E-01 99.1

Spk Conc/
%Rec

1.00E+01
75.2

Analy
Method

1129LLSEP_L

Aliq
Size/

3.8182E+00

L

Date/Time
Analyzed

01/16/2007

17:26

RPD/ RER/ LCS R
UCL UCL LCL/UCL Typ

70 D
130

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch #/
Oc Type

6353579

BS

Analyt/
CAS#

1-129L

15046-84-1

Result/
Orig Rst

7.54E+00

15



Wednesda v, Jan uary 24. 2007

FormNbr: R

STL Richland QC Cont
FormatType: FEAD VersionNbr: 05

rol Sample Report Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072,Edd, h:\Reportdb\edd\FeadlV\Rad\34299. Edd

Lab Sample Id:
Client Id:
Moisture/Solids%*:

SAF Nbr

JLTD91CS

NA

Contract Nbr
MW6-SBB-A1 9981

Sdg/Rept Nbr: W05072
Matrix: WATER

QC Type: BS

Test User Case Nbr SAS Nbr Suffix

34299

WATER

Decant

Collection Date: 11/30/2006 12:39

Sample On Date:

Received Date: 11/30/2006

Distilled Volume File Id FSuffix RTyp
BD H

Tot/Cnt
Unit Uncert 2S

pCi/L 3.9E+01
1.3E+01

Qu-
al

Tracer
MDC Yield

9.64E+00 100.0

Spk Cone/
%Rec

5.26E+02
93.9

Analy
Method

TC99_ETVDSK

Aliq Date/Time
Size/ Analyzed

1.282E-01 01/1212007
L 09:01

RPD/ RER/ LCS R
UCL UCL LCL/UCL Typ

70 D
130

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch # /
Qc Type

6353582
BS

Analyt/
CAS#

TC-99
14133-76-7

Result/
Orig Rst

4.94E+02

16



Wednesday, Januai-Y 24, 2007

FormNbr: R

STL Richland QC Cont
FormatType: FEAD VersionNbr: 05

rol Sample Report Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab Sample Id:
Client Id:
Moisture/Solids%*:

SAF Nbr

JLTEA1CS
NA

Sdg/Rept Nbr: W05072
Matrix: WATER

QC Type:

Contract Nbr
MW6-SBB-A1 9981

Test User Case Nbr SAS Nbr

34299
WATER

BS

Suffix Decant

COllection Date: 11/30/2006 10:59
Sample On Date:
Received Date: 11/30/2006

Distilled Volume File Id FSuffix RTyp
BF H

Tot/Cnt
Unit Uncert 2S

pCi/L 2.2E+00
8.6E-01

Qu-
al

Tracer
MDC Yield

4.96E-01 68.5

Spk Conc/
%Rec

1.36E+01
101.4

Analy
Method

SRISOSEP_P

Aliq Date/Time
Size/ Analyzed

1.0011E+00 01/17/2007
L 06:53

RPD/ RER/ LCS R
UCL UCL LCLIUCL Typ

70 D
130

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mde or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch #/
Oc Type

6353585
BS

Analyt/
CAS#

SR-90
10098-97-2

Result/
Orig Rst

1.38E+01

17



Wednesday, January 24, 2007

FormNbr: R

Lab Sample Id:
Client Id:
Moisture/Solids%*:

SAF Nbr

S06-009

STL Richland QC Duplicate Report
FormatType: FEAD

JK70G1FR

B1KCW8

Contract Nbr
MW6-SBB-A19981

VersionNbr: 05

Sdg/Rept Nbr:

Matrix:

QC Type:

Test User Case Nbr SAS Nbr

Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd I

W05072
WATER

DUP

Suffix

34299

WATER

Decant

Collection Date: 12/08/2006 10:13

Sample On Date:
Received Date: 12/08/2006

Distilled Volume File Id FSuffix RTyp
AH H

Tot/Cnt
Unit Uncert 2S

ug/L 1 .3E+01
1.3E+01

Qu-
al

Tracer Spk Conc/ Analy
MDC Yield %Rec Method

770E-02 UTOT KPA

Aliq
Size/

2.72E-02
ML

Date/Time
Analyzed

01/17/2007
17:00

RPD/
UCL

.2

20.0

RER/ LCS R
UCL LCLIUCL Typ
0. D
3

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch # /
Qc Type

6353566

DUP

Analyt/
CAS#

Uranium
7440-61-1

Result/
Orig Rst

1.09E+02
1.09E+02

18



VVednesday, Januarv 24, 2007

FormNbr: R

STL Richland QC Duplicate Report
FormatType: FEAD VersionNbr: 05

Lab Code: STLRL 1
File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab Sample Id:

Client Id:
Moisture/Solids%*:

SAF Nbr
S06-007

JKMQ41HR
B1JL44

Contract Nbr
MW6-SBB-A1 9981

Sdg/Rept Nbr: W05072

Matrix: WATER

QC Type: DUP

Test User Case Nbr SAS Nbr Suffix

34299
WATER

Decant

Collection Date: 11/30/2006 12:39
Sample On Date:
Received Date: 11/30/2006

Distilled Volume File Id FSuffix RTyp
Al H

Tot/Cnt
Unit Uncert 2S

pCi/L 1.4E-01
1.4E-01

Qu- Tracer Spk Conc/ Analy Allq Daterrime
al MDC Yield %Rec Method Size/ Analyzed

U 2.55E-01 94.9 1129LL_SEP-L 3.7065E+00 01/16/2007
L 15:42

RPD/
UCL

0.0
20.0

RER/ LCS R
UCL LCJUCL Typ
0.3 D
3

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch # /
Oc Type

6353579

DUP

Analyt/
CAS#

1-1 29L
15046-84-1

Result/
Orig Rst

-7.81 E-03
-3.91 E-02

'9



Wednesday, January 24, 2007

FormNbr: R

STL Richland QC Duplicate Report
FormatType: FEAD VersionNbr: 05

Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadIV\Rad\3429g.Edd I

Lab Sample Id:
Client id:
Moisture/Solids%*:

JKM041LR

B1JL44

SAF Nbr Contract Nbr
S06-007 MW6-SBB-A1 9981

Sdg/Rept Nbr: W05072
Matrix:

QC Type:

Test User Case Nbr SAS Nbr

WATER

DUP

Suffix

34299

WATER

Decant

Collection Date: 11/30/2006 12:39

Sample On Date:
Received Date: 11/30/2006

Distilled Volume File Id FSuffix RTyp
AK H

Tot/Cnt Qu- Tracer
Unit Uncert 2S al MDC Yield

pCi/L 5.9E+00 U 9.79E+00 100.0
4.OE+00

Spk Conc/ Analy Aliq
%Rec Method Size/

TC99_ETVDSK 1.263E-01
L

Date/Time
Analyzed

01/12/2007
09:01

RPD/
UCL

0.0
20.0

RER/ LCS R
UCL LCLIUCL Typ
0.2 D
3

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch # /
Qc Type

6353582
DUP

Analyt/
CAS#

TC-99
14133-76-7

Result/
Orig Rst

-2.37E+00
-1.33E+00
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Wednesday, January 24, 2007

FormNbr: R

Lab Sample id:
Client Id:
Moisture/Solids%*:

S TL Richland QC Duplicate Report
FormatType: FEAD

JKPKA1CR

B1JLB3

SAF Nbr Contract Nbr
S06-007 MW6-SBB-A19981

Batch # /
Oc Type

6353585

DUP

Analyt/
CAS#

SR-90
10098-97-2

Result/
Orig Rst

4.79E+02
4.45E+02

VersionNbr: 05 F

Sdg/Rept Nbr: W05072
Matrix: WATER

QC Type: DUP

Test User Case Nbr SAS Nbr

Tot/Cnt
Unit Uncert 2S

pCi/L 6.9E+01
4.8E+00

Qu-
al

ie Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\Feadlv\Rad\34299.Edd

Suffix

34299

WATER

Decant

Tracer Spk Conc/ Analy
MDC Yield %Rec Method

4.42E-01 711 SRISOSEP P

Collection Date: 11/30/2006 10:59
Sample On Date:
Received Date: 11/30/2006

Distilled Volume File Id

Aliq Date/Time
Size/ Analyzed

1.0017E+00 01/17/2007
L 06:53

RPD/
UCL

7.4
20.0

FSuffix RTyp
AL H

RER/ LCS R
UCL LCL/UCL Typ
0.7 D
3

STL Richiand

rptFeadRadEdd v3.68
U Qual - Analyzed for, but the result is less than the Mde or gamma scan did not identify the nuclide.J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

21
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Wednesday, Januarv 24, 2007

FormNbr: R

STL Richland QC Duplicate Report
FormatType: FEAD VersionNbr: 05

Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072. Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab Sample Id:
Client Id:
Moisture/Solids%*:

JLDH51ER
B1KD09

SAF Nbr Contract Nbr

S06-009 MW6-SBB-A19981

Sdg/Rept Nbr: W05072
Matrix:

QC Type:

WATER

DUP

Test User Case Nbr SAS Nbr Suffix

34299
WATER

Decant

Collection Date: 12/13/2006 09:03
Sample On Date:
Received Date: 12/13/2006

Distilled Volume File Id FSuffix RTyp
AM H

Batch #/ Analyt/
Qc Type CAS#

6353568 BETA
DUP 12587-47-2

Result/ Tot/Cnt
Orig Rst Unit Uncert 2S

7.05E+01 pCi/L 1.5E+01
6.04E+01 4.1E+00

Qu-
al

Tracer Spk Concl Analy Aliq
MDC Yield %Rec Method Size/

2,89E+00 100.0 9310_ALPHAB 1.971E-01
L

Date/Time
Analyzed

01/12/2007
15:18

RPD/
UCL

15.5
20.0

RER/ LCS R
UCL LCLIUCL Typ

D0.9
3

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

22



Wednesday, January 24, 2007 STL Richland QC Duplicate Report
FormNbr: R

Lab Sample Id:
Client Id:

Moisture/Solids%*:

FormatType: FEAD

JLDME1ER
B1J999

SAF Nbr Contract Nbr
S06-006 MW6-SBB-A19981

Batch # /
Oc Type

6353564
DUP

Analyt/
CAS#

H-3
10028-17-8

Result/
Orig Rst

-4.11 E+01
-3.1 OE+01

VersionNbr: 05 F

Sdg/Rept Nbr: W05072
Matrix: WATER
QC Type: DUP

Test User Case Nbr SAS Nbr

Tot/Cnt
Unit Uncert 2S

pCi/L 1.5E+02
1.3E+02

Qu-
al

U

Tracer
MDC Yield

3.17E±02 100.0

ie Name: h:\Reportdb\edd\FeadlV\Rad\WO5072.Edd, h:\Reportdb\edd\Feadlv\Rad\34299sEdd

Suffix

34299

WATER

Decant

Collection Date: 12/13/2006 08:25
Sample On Date:
Received Date: 12/13/2006

Distilled Volume

Spk Conc/ Analy Aliq
%Rec Method Sizet

906.O-H3LSC 5.OOE-03
L

File Id

Date/lime
Analyzed

01/08/2007
17:44

RPD/

UCIL
0.0
20.0

RER/
UCL

0.1
3

FSuffix RTyp
AN H

LCS R
LCL/UCL Typ

D

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Lab Code: STLRL



FormatType: FEAD

STL Richland QC D
VersionNbr: 05

uplicate Report Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadV\Rad\34299Edd

Lab Sample Id:

Client Id:
Moisture/Solids%*:

SAF Nbr Contract Nbr
S06-006 MW6-SBB-A19981

JLDME1 FR

B1J999
Sdg/Rept Nbr: W05072
Matrix: WATER

QC Type:

Test User Case Nbr SAS Nbr

34299

WATER
DUP

Suffix Decant

Collection Date: 12/13/2006 08:25

Sample On Date:
Received Date: 12/13/2006

Distilled Volume File Id FSuffix RTyp
AO H

Tot/Cnt
Unit Uncert 2S

pCi/L 9.8E-01
9.4E-01

Qu- Tracer
al MDC Yield

U 1.47E+00 100.0

Spk Conc/ Analy Aliq
%Rec Method Size/

9310ALPHAB 1.663E-01
L

Date/Time
Analyzed

01/12/2007
19:33

RPD/
UCL

14.2
20.0

RER/ LCS R
UCL LCL/UCL Typ
0.3 D
3

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

L Wednesday, Januarv 24, 2007

FormNbr: R

Batch # I
Qc Type

6353567

DUP

Analyt/
CAS#

ALPHA
12587-46-1

Result/
Orig Rst

1.25E+00
1.44E+00

24



Wednesday, January 24, 2007

FormNbr: R

STL Richland Qc Matrix Spike Report
FormatType: FEAD VersionNbr: 05

Lab Code: STLRL

File Name: h:\Reportdb\edd\FeadlV\Rad\W05072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab Sample Id: JK70G1 EW
Client Id: B1 KCW8

Moisture/Solids%*:

SAF Nbr

S06-009
Contract Nbr

MW6-SBB-A1 9981

Sdg/Rept Nbr: W05072

Matrix: WATER

QC Type: MS

Test User Case Nbr SAS Nbr Suffix

34299

WATER

Decant

Collection Date: 12/08/2006 10:13

Sample On Date:

Received Date: 12/08/2006

Distilled Volume File Id FSuffix RTyp
AG H

Tot/Cnt
Unit Uncert 2S

ug/L 2.1E+01
2.1E+01

Qu-
al

Tracer Spk Conc/
MDC Yield %Rec

8.35E-02 3.61 E+01

811

Analy
Method

UTOTKPA

Aliq
Size/

2.51 E-02
ML

Date/Time
Analyzed

01/18/2007
10:40

RPD/ RER/ LCS R
UCL UCL LCLJUCL Typ

60 D
140

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Batch # /
Oc Type

6353566
MS

Analyt/
CAS#

Uranium
7440-61-1

Result/
Orig Rst

2.93E+01
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FormatType: FEAD

STL Richland Qc Matrix Spike Report Lab Code: STLRL

VersionNbr: 05 File Name: h;\Reportdb\edd\FeadlV\Rad\WO5072.Edd, h:\Reportdb\edd\FeadlV\Rad\34299.Edd

Lab Sample Id:
Client Id:
Moisture/Solids%*:

SAF Nbr
S06-007

JKMQ41 KW
BlJL44

Contract Nbr
MW6-S88-Al 9981

Analyt/
CAS#

TC-99
14133-76-7

Result/
Orig Rst

3.32E+03

Sdg/Rept Nbr: W05072
Matrix:

QC Type:

Test User Case Nbr SAS Nbr

Tot/Cnt
Unit Uncert 2S

pCi/L 2.3E+02
3.2E+01

Qu-
at

WATER

MS

Tracer
MDC Yield

9.91E+00 100.0

34299

WATER

Suffix

Spk Conc/
%Rec

3.67E+03
90.5

Decant

Analy

Method
TC99_ETVD~c

Collection Date: 11/30/2006 12:39
Sample On Date:
Received Date: 11/30/2006

Distilled Volume

Aliq

Size/
1.248E-01

L

File Id

Date/Time

Analyzed
01/12/2007

09:00

FSuffix RTyp
AJ H

RPD/ RER/ LCS R
UCL UCL LCLIUCL Typ

60 D
140

STL Richland

rptFeadRadEdd v3.68
U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide.J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.

Wednesday, January 24, 2007

FormNbr: R

Batch #/
Oc Type

6353582

MS

26



STL Data ReviewNerification Checklist 1/16/2007 8:49:08 AM013 E RADIOCHEMISTRY, First Level Review

Lot No., Due Date: J6L110134,J6L010207,J6L130181,J6L130191; 01/29/2007
Client, Site: 384868; PGW 615HANFORD HANFORD
QC Batch No., Method Test: 6353567; RALPHA-A Alpha by GPC-Am

SDG, Matrix: W05072; WATER

8.0 Correction Calculation Protocol Used.
OK

8.01 The Appropriate Methods Were Used To Analyze the Samples
OK

8.02 Final Results Are in the Appropriate Activity Units
OK

8.03 Batch Contains the Required QC Appropriate for the Method
OK

8.04 The Correct Tracer and QC Vials Where Used in the Samples
OK

8.05 Sample was Appropriately Traced Before or After Fractionating the Sample
OK

8.06 At Least the Minimum Sample Volume Was Used
Analysis Volume => JKMQ41AA 96.40<200.00
JKMR41AA 128.70<200.00
JLDH51AC 186.60<200.00
JLDME1AC 166.20<200.00 Q:VB

8.07 The Correct Count Geometry was Used.
OK

8.08 The Sample was Counted for the Minimum Count Time or CRDL was Achieved.
OK

8.09 Method Blank is within Control Limits.
OK

8.1 Comments:

8.11 Matrix Blank is within Control Limits.
No Matrix Blanks (MBlks) found in Batch!

8.12 Method Blank(s) < QAS Limit Value (No B Flag Necessary).
OK

8.13 QAS Specified Duplicate Equation Value within Control Limits.
OK (RPD)

8.14 LCS within Control Limits.
OK

8.15 MLCS within Control Limits.
No Matrix Spikes (MLCS) found in Batch!

8.16 MS within Control Limits.
No Matrix Spike Samples (MS) found in Batch!

8.17 Tracer within Control Limits.
OK

8.18 Samples are above Minimum Tracer Yield (No Failed Samples)
OK

8.19 Sample Specific MDC <= CRDL
OK

8.2 Comments:

8.21 Result < Lc, Activity Not Detected, U Flag.
No Limit Specified!

8.22 Result < Mdc, Activity Not Detected, U Flag.
Batch Positive Result =>
JKMQ41AA ALPHA 3.5E+00 L:2.4E+00

JKMR41AA ALPHA 4.6E+00 L:2.2E+00
JK70GIAA ALPHA 4.9E+01 L:2.OE+00
JLDH51AC ALPHA 4.8E+00 L:1.8E+00

8.23 Result <= Action Level, when Defined.
OK; No Action Level Found => ALPHA

OK; No Callin Level Found => ALPHA

Y No N/A

Y No N/A

Y No N/A

Y No N/A

Y No N/A

Y No N/A

Yes N N/A

No N/A

Y No N/A

Ye No N/A

Yes No

Y No N/A

Y No N/A

Y(4 No N/A

Yes No

Yes No N

Yom No N/A

YO No N/A

Y No N/A

Yes No N

Yes N N/A

Y' No N/A

STL Richland
QASRADCALCv4.8.26 Page 1
STL RICHLANU 6



8.24 Result + 3s >=O, Not Too Negative.
8.24 Result + 3s >=O, Not Too Negative. Ye No

OK
8.25 Counting Spectrum are within FWHM Limits. Yes No

No FWHM found in Batch Data!
8.26 Instruments have Current Calibrations. Yes No

8.27 Correct Count Library Used. Yes No
No Count Library found in Batch Data!

8.28 Instrument Background within Limits at Time of Counting. (Not Applicable to this version. To be developed in later versiort1s No-

8.29 Instrument Check Source within Limits at the Time of Counting. (Not Applicable to this version. To be developed in later %eioW.

8.3 Comments:

8.31 Results Blank Subtracted as Appropriate. Ye No
OK

First Level Reviw A A I ii,,

N/A

NIA

N/A

N/A

N/A

STL Richland -
: AS_RADCALCv4.8.26 Page 2
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Data Review Checklist
RADIOCHEMISTRY

Second Level Review

OC Batch Number:

Review Item Yes ( ) No ( ) N/A( )
B. Sample Analysis
5. Are the sample yields within acceptance criteria?
2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?
3. Are the correct isotopes aeported?
B. QC Samples
1. Is the Minimum Detectable Activity for the blank reslt 5 the
_Contract Detection Limit?
2. Does the blank result meet the Contract criteria?
3. Is the blank result < the Contract Detection Limit?
4, Is the blank result > the Contract Detection Limit but the sample
result < the Contract Detection Limit?
5. Is the LCS recovery with contract acceptance criteria?
7. Is the LCS Minimum Detectable Activity the Contract DetDctiona-
Limit?
8. Do the MS/MSD results and yields rmeet acceptance criteria?
9. Do the duplicate sample results and yields meet acceptance
criteria?
C. Other -- ~

1. Axe all Nonconformances included and noted?
2. Axe all required forms filled out? -

,3. Was the correct methodology used?
4. Was transcription checked?~

- . Were all calculations checked at a minimum frequency? --
6. Were umt s checked?-

Comments on any "No" response:

Second Level R ieDate:

[.S-038B, Rev. 10, 8/02

STL RICHLAND 38



AWIMNE STL Data Review/Verification Checklist 1/16/2007 8:52:43 AM
RADIOCHEMISTRY, First Level Review

Lot No., Due Date: J6LI10134,J6L010207,J6L130181,J6LI30191; 01/29/2007
Client, Site: 384868; PGW 615HANFORD HANFORD
QC Batch No., Method Test: 6353568; RBETA-SR Beta by GPC-SrN

SDG, Matrix: W05072; WATER
8.0 Correction Calculation Protocol Used.

OK
8.01 The Appropriate Methods Were Used To Analyze the Samples

OK
8.02 Final Results Are in the Appropriate Activity Units

OK
8.03 Batch Contains the Required QC Appropriate for the Method

OK
8.04 The Correct Tracer and QC Vials Where Used in the Samples

OK
8.05 Sample was Appropriately Traced Before or After Fractionating the Sample

OK
8.06 At Least the Minimum Sample Volume Was Used

Analysis Volume => JKMQ41AC 84.40<200.00 Q:VB
8.07 The Correct Count Geometry was Used.

OK
8.08 The Sample was Counted for the Minimum Count Time or CRDL was Achieved.

OK
8.09 Method Blank is within Control Limits.

OK
8.1 Comments:

8.11 Matrix Blank is within Control Limits.
No Matrix Blanks (MBIks) found in Batch!

8.12 Method Blank(s) < QAS Limit Value (No B Flag Necessary).
OK

8.13 QAS Specified Duplicate Equation Value within Control Limits.
OK (RPD)

8.14 LCS within Control Limits.
OK

8.15 MLCS within Control Limits.
No Matrix Spikes (MLCS) found in Batch!

8.16 MS within Control Limits.
No Matrix Spike Samples (MS) found in Batch!

8.17 Tracer within Control Limits.
OK

8.18 Samples are above Minimum Tracer Yield (No Failed Samples)
OK

8.19 Sample Specific MDC <= CRDL.
MDC/MDA > CRDL => JKMQ41AC BETA 4.4E+00>4,OE+00 Q:C1

8.2 Comments:

8.21 Result < Lc, Activity Not Detected, U Flag.
No Limit Specified!

8.22 Result < Mdc, Activity Not Detected, U Flag.
Batch Positive Result =>
JKMQ41AC BETA 1.1E+01 L:4.4E+00
JK70G1AC BETA 2.8E+01 L:2.8E+00
JLDH51AD BETA 6.OE+01 L:2.8E+00
JLDME1AD BETA 7.6E+00 L:2.9E+00

8.23 Result <= Action Level, when Defined.
OK; No Action Level Found => BETA

OK; No Callin Level Found => BETA
8.24 Result + 3s >=0, Not Too Negative.

OK

tic

Y7

Y7
Y7

Y7

Y7

Yes

Y7

Y7

Y7

Yes

Yam
Y04q
Yes

Yes

Yes

Yes

No

No

No

No

No

No

No

No

No

No

No

No

No

No

No

No

No

No

N

N/A

N/A

N/A

N/A

N/A

N/A

N/A

N/A

N/A

N/A

NIA

N/A

N/A

N/A

N/A

N/

N/A

N/A

N/A

Yes No N

Yes N N/A

Y No N/A

Y No N/A

Page 1

TL Richland

STL'i R ICHLANVU-
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8.25 Counting Spectrum are within FWHM Limits. Yes No
No FWHM found in Batch Data! Y

8.26 Instruments have Current Calibrations. Yes No N/A

8.27 Correct Count Library Used. Yes No N/
No Count Library found in Batch Data! V

8.28 Instrument Background within Limits at Time of Counting. (Not Applicable to this version. To be developed in later versiort4s No N/A

8.29 Instrument Check Source within Limits at the Time of Counting. (Not Applicable to this version. To be developed in later \WesioIN. N/A

B.3 Comments:

8.31 Results Blank Subtracted as Appropriate. No NIA
OK Y7 N /

First Level Revi'w V'< Date
STL Richland
DASRADCALCv4.8.26 Page 2
STL RICHLAND -



Data Review Checklist
RADIOCHEMISTRY

Second Level Review

PC Datch Number:

Review Item
A. Sample Analysis
1. Are the sample yields within acceptance criteria?
2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?
3. Are the correct isotopes reported?
B. QC Samples
1. Is the Minimum Detectable Activity for the blank result : the
Contract Detection Limit?
2. Does the blank result meet the Contract criteria?
3. Is the blank result < the Contract Detection Limit?
4. Is the blank result > the Contract Detection Limit but the sample
result < the Contract Detection Limit?
5. Is the LCS recovery with contract acceptance criteria?
7. Is the LCS Minimum Detectable Activity < the Contract Detection
Limit?
8. Do the MS/MSD results and yields meet aceptance criteria?
9. Do the duplicate sample results and yields meet acceptance
criteria?
C. Other
_. Axe all Nonconformances included and noted?
2. Are all required forms filled out?
3. Was the correct methodology used?
4. Was transcription checked?
5. Were all calculations checked at a minimum frequency?
6. Were units checked?

Comments on any "No" response:

Yes( ) No( ) N/A( )

7--

Second Level Revie

LS-038B, Rev. 10, 8/02

STL RICHLAND

Date: 7l
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Clouseau
Nonconformance Memo

NCM #:
NCM Initiated By:

Date Opened:
Date Closed:

10-09280
Lisa Antonson
01/15/2007

Nonconformance: MDA not met
Subcategory: Sample size reduced due to high residue mass

Classification: Anomaly
Status: GLREVIEW

Production Area: Environmental - Prep
Tests: Beta by GPC-Sr/Y

Lot #'s (Sample #'s): J6L010207 (1), J6L1 10134
(1), J6L130181 (1),
J6L130191 (1), J6L190000
(568),

QC Batches: 6353568

Name Date Description
Lisa Antonson 01/15/2007 MDA was not met for JKMQ41AC due to reduced aliquot based on weight screening.

Sample result exceeds MDA, data accepted.

Name Date Corrective Action
Lisa Antonson 01/15/2007 NA

Client Project Manager Notified Response How Notified Note

Response Response Note

Verified By Due Date Status Notes
This section not yet completed by QA.

Date Approved

Date Printed: 1/15/2007

STL RICHLAND

Page 1 of 1
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S T Data Review/Verification Checklist 1/17/2007 4:31:10 PM
RADIOCHEMISTRY, First Level Review

Lot No., Due Date: J6L020185; 01/29/2007
Client, Site: 384868; PGW 615HANFORD HANFORD
QC Batch No., Method Test: 6353585; RSR85907 Sr-85/90 by GPC-7

SDG, Matrix: W05072; WATER

1.0 COC
1.1 Is the ICOC page complete; includes all applicable analysis, dates, SOP numbers, and revisions? Y No N/A

2.0 QC Batch
2.1 Do the Summary/Detailed Reports include a calculated result for each sample listed on the OC Batch Sheet? Y No N/A

2.2 Are the CC appropriate for the analysis included in the batch? Y No N/A

2.3 Is the Analytical Batch Worksheet complete; includes as appropriate, volumes, count times, etc? Ye No N/A

2.4 Does the Worksheets include a Tracer Vial label for each sample? Ye No N/A

3.0 QC & Samples
3.1 Is the blank results, yield, and MDA within contract limits? Y No N/A

3.2 Is the LCS result, yield, and MDA within contract limits? Ye No N/A

3.3 Are the MS/MSD results, yields, and MDA within contract limits? Yes No N/

3.4 Are the duplicate result, yields, and MDAs within contract limits? Y No N/A

3.5 Are the sample yields and MDAs within contract limits? Ye No N/A

4.0 Raw Data
4.1 Were results calculated in the correct units? Y 7 No N/A

4.2 Were analysis volumes entered correctly? Y No N/A

4.3 Were Yields entered correctly? 
Y No N/A

4.4 Were spectra reviewed/meet contractual requirements? Y No N/A

4.5 Were raw counts reviewed for anomalies? 
Y No N/A

5.0 Other
5.1 Are all nonconformances included and noted? Yes No

5.2 Are all required forms filled out? Y No N/A

5.3 Was the correct methodology used? Y No N/A

5.4 Was transcription checked? 
Y No N/A

5.5 Were all calculations checked at a minimum frequency? Y No N/A

5.6 Are worksheet entries complete and correct? Ye No N/A

6.0 Comments on any No response:

First Level Review Date
STL Richland

AS RADCALCv4.8.26 Page 13
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Data Review Checklist

RADIOCHEMISTRY
Second Level Review

QC Batch Number:

A Sample Analysi Review Item Yes( ) No( )
1.. Are the sample yields within acceptance criteria?
2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?
3. Are the correct isotopes reported?
B. QC Samples
1. Is the Minimum Detectable Activity for the blank result ec the
Contract Detection Limit?
. Dos the blank result meet the Coetract criteria?

3. is the blank result < the Contract Delmeton Lmct?
4, is the blank result > the Contract Detection Linmt but the sample
result < the Contract Detection Limit?
5. Is the LCS recovenr with contract acceptancd noted
7. Is the LCS Minimum Detectable Actvity the Contract Detection
Limt?
8. Do the MS/MSD results and yields meet acceptance criteria?
9. Do the duplicate sample results and yrields meet acceptance
criteria?

C. Other -~
1. Are all Nonconformances included and noted?
2. Are all requedfrsfld u?~~--

3.Was the correct methodology used?
4. Was transcr tion checked?
5. Were all calculatiod at a minimum frequency?
6. Were units checked?

Comments on any "No" response:

Second Level Revi (

LS-038B, Rev. 10, 8/02

Date:

STL RICHLAND

N/A ()
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-OrML Data Review/Verification Checklist
RADIOCHEMISTRY, First Level Review

Lot No., Due Date: J6L010207; 01/29/2007
Client, Site: 384868; PGW 615HANFORD HANFORD
QC Batch No., Method Test: 6353579; RGAMLEPS Gamma by LEPS

SDG, Matrix: W05072; WATER

1.0 COC
1.1 Is the ICOC page complete; includes all applicable analysis, dates, SOP numbers, and revisions?

2.0 QC Batch
2.1 Do the Summary/Detailed Reports include a calculated result for each sample listed on the OC Batch Sheet?

2.2 Are the QC appropriate for the analysis included in the batch?

2.3 Is the Analytical Batch Worksheet complete; includes as appropriate, volumes, count times, etc?

2.4 Does the Worksheets include a Tracer Vial label for each sample?

3.0 QC & Samples
3.1 Is the blank results, yield, and MDA within contract limits?

3.2 Is the LCS result, yield, and MDA within contract limits?

3.3 Are the MS/MSD results, yields, and MDA within contract limits?

3.4 Are the duplicate result, yields, and MDAs within contract limits?

3.5 Are the sample yields and MDAs within contract limits?

4.0 Raw Data
4.1 Were results calculated in the correct units?

4.2 Were analysis volumes entered correctly?

4.3 Were Yields entered correctly?

4.4 Were spectra reviewed/meet contractual requirements?

4.5 Were raw counts reviewed for anomalies?

5.0 Other
5.1 Are all nonconformances included and noted?

5.2 Are all required forms filled out?

5.3 Was the correct methodology used?

5.4 Was transcription checked?

5.5 Were all calculations checked at a minimum frequency?

5.6 Are worksheet entries complete and correct?

6.0 Comments on any No response:

First Level Review _ Date ! -K /
TL Ricqiland
AS RADCALCv4.8.26 Page 1
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Y No N/A

Y7 No N/A

Ye No N/A

Y No N/A

Yes No N/A

Y No N/A
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Ye No N/A

Ye No N/A

Y No N/A
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No N/A
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Y7
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Data Review Checklist
RADIOCHEMISTRY

Seicond Level Review

OC Batch Number:

Review Item
A. Sample Analysis
1. Are the sample yields within acceptance criteria?
2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?
3. Are the correct isotopes reported?
B. QC Samples
1. Is the Minimum Detectable Activity for the blank result 5 the
Contract Detection Limit?
2. Does the blank result meet the Contract criteria?
3. Is the blank result < the Contract Detection Limit?
4, Is the blank result > the Contract Detection Limit but the sample
result < the Contract Detection Limit?
5. Is the LCS recovery with contract acceptance criteria?
7. Is the LCS Minimum Detectable Activity < the Contract Detection
Limit?
8. Do the MS/MSD results and yields meet acceptance criteria?
9. Do the duplicate sample results and yields meet acceptance
criteria?

C. Other
1. Are all Nonconfornances included and noted?
2. Are all required forms filled out?
3. Was the correct methodology used?
4. Was transcription checked?
5. Were all calculations checked at a minimum frequency?
6. Were units checked?

Yes( ) No( ) N/

I
1

Comments on any "No" response:

Second Level Revie -

LS-038B, Rev. 10, 8/02

STL RICHLAND

-

-

-
--

-- -
--

Date:
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1-333= Data ReviewNerification Checklist 1/15/2007 9:49:20 AM
RADIOCHEMISTRY, First Level Review

Lot No., Due Date: J6L010207; 01/29/2007
Client, Site: 384868; PGW 615HANFORD HANFORD
QC Batch No., Method Test: 6353582; RTC99 Tc-99 by LSC

SDG, Matrix: W05072; WATER

8.0 Correction Calculation Protocol Used.
Ok

8.01 The Appropriate Methods Were Used To Analyze the Samples
OK

8.02 Final Results Are in the Appropriate Activity Units
OK

8.03 Batch Contains the Required QC Appropriate for the Method
OK

8.04 The Correct Tracer and QC Vials Where Used in the Samples
Incorrect Tracer/Vial => JKMQ41AK TCSGC>TCSE Q:V9

8.05 Sample was Appropriately Traced Before or After Fractionating the Sample
OK

8.06 At Least the Minimum Sample Volume Was Used
OK

8.07 The Correct Count Geometry was Used.
OK

8.08 The Sample was Counted for the Minimum Count Time or CRDL was Achieved.
OK

8.09 Method Blank is within Control Limits.
OK

8.1 Comments:

8.11 Matrix Blank is within Control Limits,
No Matrix Blanks (MBlks) found in Batch!

8.12 Method Blank(s) < QAS Limit Value (No B Flag Necessary).
OK

8.13 QAS Specified Duplicate Equation Value within Control Limits.
OK (RPD)

8.14 LCS within Control Limits.
OK

8.15 MLCS within Control Limits.
No Matrix Spikes (MLCS) found in Batch!

8.16 MS within Control Limits.
OK

8.17 Tracer within Control Limits.
No Tracers found in Batch!

8.18 Samples are above Minimum Tracer Yield (No Failed Samples)
No Tracers found in Batch!

8.19 Sample Specific MDC <= CRDL.
OK

8.2 Comments:

8.21 Result < Lc, Activity Not Detected, U Flag.
No Limit Specified!

8.22 Result < Mdc, Activity Not Detected, U Flag.
No Positive Results
OK CaIc_ DL Not Calculated

8.23 Result <= Action Level, when Defined.
OK; No Action Level Found => TC-99

OK; No Callin Level Found => TC-99
8.24 Result + 3s >=0, Not Too Negative.

OK
B.25 Counting Spectrum are within FWHM Limits.

No FWHM found in Batch Data!

STL RichIand

QASRADCALCv4,8.26
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Y7
YV

Ye

Y7
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Yag
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Yes

Y7

Yes

Yew

Yeg

YV
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Y7
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Yes

Y g

N/A

N/A

N/A

N/A

N/A

NJA

N/A

N/A

N/A

N/A

N/

N/A

NIA

N/A

N/A

N/A

N/

N/A

N/A

Yes No N/

Y 7 No N/A

Y No N/A

N/A

N/

Y No

Yes No
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8 I26 Instruments have Current Calibrations. Yes No N/A

8.27 Correct Count Library Used. Yes No
No Count Library found in Batch Data! V

8.28 Instrument Background within Limits at Time of Counting. (Not Applicable to this version. To be developed in later versior s No NIA

8.29 Instrument Check Source within Limits at the Time of Counting. (Not Applicable to this version. To be developed in later Vieeeo . N/A

8.3 Comments:

8.31 Results Blank Subtracted as Appropriate. Ye No N/A

First Level Revie
>TL Richfland

Date

)ASRADCALCv4.8.26 Page 2
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Data Review Checklist
RADIOCHEMISTRY

Seicond Level Review

QC Batch Numnber: 6 9j

Review Item Yes( ) No( )
A. Sample Analysis
1. Are the sample yields within acceptance criteria?
2. Is the sample Minimum Detectable Activity < the Contract-
Detection Limit?
3. Are the correct isotopes reported?
B. QC Samples
1. Is the Minimum Detectable Activity for the blank result f the
Contract Detection Limit?
2. Does the blank result meet the Contract criteria?
3. Is the blank result < the Contract Detection Limit?
4, Is the blank result > the Contract Detection Limit but the sample
result < the Contract Detection Limit?
5. Is the LCS recovery with contract acceptance criteria?
7. Is the LCS Minimum Detectable Activity 5 the Contract Detection
Limit?
8. Do the MS/MSD results and yields meet acceptance criteria?
9. Do the duplicate sample results and yields meet acceptance
criteria?
C. Other
1. Are all Nonconformances included and noted?
2. Are all required forms filled out?
3. Was the correct methodology used?
4. Was transcri tion checked?
5. Were all calculations checked at a minimum frequency?
6. Were units checked?

Comments on any "No" response:

N/A

Second Level Revik C Date: ''

LS-038B, Rev. 10, 8/02

STL RICHLAND

-
-
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Data Review/Verification Checklist 1/9/2007 4:52:41 PM
RADIOCHEMISTRY, First Level Review

Lot No., Due Date: J6L130181,J6L130191; 01/29/2007
Client, Site: 384868; PGW 615HANFORD HANFORD
QC Batch No., Method Test: 6353564; RTRITIUM H-3 by LSC

SDG, Matrix: W05072; WATER

8.0 Correction Calculation Protocol Used.
OK

8.01 The Appropriate Methods Were Used To Analyze the Samples
OK

8.02 Final Results Are in the Appropriate Activity Units
OK

8.03 Batch Contains the Required 0C Appropriate for the Method
OK

8.04 The Correct Tracer and QC Vials Where Used in the Samples
OK

8,05 Sample was Appropriately Traced Before or After Fractionating the Sample
OK

8.06 At Least the Minimum Sample Volume Was Used
Analysis Volume => JLDH51AA 5.00<10.00

JLDME1AA 5.00<10.00 O:VB
8.07 The Correct Count Geometry was Used.

Count Geometry => JLTCN1AF SVP15/5<>SVP10/10
JLTCN1AG SVP15/5<>SVP10/10
JLTCN1AA SVP15/5<>SVP10/10
JLTCN1AC SVP15/5<>SVP1O/10
JLTCN1AD SVP15/5<>SVP10/10
JLTCN1AE SVP15/5<>SVP1O/10
JLDH51AA SVP15/5<>SVP10/10
JLDME1AA SVP15/5<>SVP10/10
JLDME1AE SVP15/5<>SVP10/10 Q:VC

8.08 The Sample was Counted for the Minimum Count Time or CRDL was Achieved.
OK

8.09 Method Blank is within Control Limits.
OK

8.1 Comments:

8.11 Matrix Blank is within Control Limits.
OK

8.12 Method Blank(s) < OAS Limit Value (No B Flag Necessary).
OK

8.13 CAS Specified Duplicate Equation Value within Control Limits.
OK (RPD)

8.14 LCS within Control Limits.
OK

8.15 MLCS within Control Limits.
OK

8.16 MS within Control Limits.
No Matrix Spike Samples (MS) found in Batch!

8.17 Tracer within Control Limits.
No Tracers found in Batch!

8.18 Samples are above Minimum Tracer Yield (No Failed Samples)
No Tracers found in Batch!

8.19 Sample Specific MDC <= CRDL.
OK

8.2 Comments:

8.21 Result < Lc, Activity Not Detected, U Flag.
No Limit Specified!

8.22 Result < Mdc, Activity Not Detected, U Flag.
No Positive Results
OK CalcIDL Not Calculated

TL Richland
AS RADCALCv4.8.26 Page 1
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8.23 Result <= Action Level, when Defined. Ye No N/A
OK; No Action Level Found => H-3

OK; No Callin Level Found -> H-3
8.24 Result + 3s >=O, Not Too Negative. Ye No N/A

OK
8.25 Counting Spectrum are within FWHM Limits. Yes No N/

No FWHM found in Batch Data! V
8.26 ;nstruments have Current Calibrations. Yes No N/A

8.27 Correct Count Library Used. Yes No N/
No Count Library found in Batch Data!

8.28 Instrument Background within Limits at Time of Counting. (Not Applicable to this version. To be developed in later versior1os No N/A

8.29 instrument Check Source within Limits at the Time of Counting. (Not Applicable to this version. To be developed in later VeEgoluo. N/A

8.3 Comments:

8.31 Results Blank Subtracted as Appropriate. Yeg No N/A
OK

First Level Review P, 2""-, Date / __7

STL Richland
OAS RADCALCv4.8.26 Page 2



Data Review Checklist
RADIOCHEMISTRY

Second Level Review

QC Batch Number:

Review Item
A. Sample Analysis
1. Are the sample yields within acceptance criteria?
2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?
3. Are the correct isotopes reported?
B. QC Samples
1. Is the Minimum Detectable Activity for the blank result 5 the
Contract Detection Limit?
2. Does the blank result meet the Contract criteria?
3. Is the blank result < the Contract Detection Limit?
4, Is the blank result > the Contract Detection Limit but the sampleresult < the Contract Detection Limit?
5. Is the LCS recovery with contract acceptance criteria?
7. Is the LCS Minimum Detectable Activity S the Contract Detection
Limit?
8. Do the MS/MSD results and yields meet acceptance criteria?
9. Do the duplicate sample results and yields meet acceptance
criteria?
C. Other
1. Are all Nonconformances included and noted?
2. Are all required foruis filled out?

L-. Wasthe correct methodology used?
4. Was transcrip tion checked?
5. Were all calculations checked at a minimum frequency?
6. Were units checked?

Comments on any "No" response:

Second Level Revi

LS-038B, Rev. 10, 8/02

STL RICHLAND

Yes (, ) INo( ) N/A ) (

7-

--

-

Date: -IZ)- ! '
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Data Review/Verification Ch
RADIOCHEMISTRY, First Level

Lot No., Due Date: J6L110134,J6L010207; 01/29/2007

Client, Site: 384868; PGW 615HANFORD HANFORD

QC Batch No., Method Test: 6353566; RUNAT UNat by KPA

SDG, Matrix: W05072; WATER

8.0 Correction Calculation Protocol Used.
OK

8.01 The Appropriate Methods Were Used To Analyze the Samples
OK

8.02 Final Results Are in the Appropriate Activity Units
OK

8.03 Batch Contains the Required OC Appropriate for the Method
OK

8.04 The Correct Tracer and CC Vials Where Used in the Samples
Incorrect Tracer/Vial => JLTCX1AD UNSC<>UNSF Q:V9

8.05 Sample was Appropriately Traced Before or After Fractionating the Sample
OK

8.06 At Least the Minimum Sample Volume Was Used
No Count Analysis Size found in Batch Data!

8.07 The Correct Count Geometry was Used.
No Count Geometry found in Batch Data!

8.08 The Sample was Counted for the Minimum Count Time or CRDL was Achieved.
No Count Duration Field Found in Batch Data!

8.09 Method Blank is within Control Limits.
OK

8.1 Comments:

8.11 Matrix Blank is within Control Limits.
No Matrix Blanks (MBIks) found in Batch!

8.12 Method Blank(s) < QAS Limit Value (No B Flag Necessary).
OK

8.13 GAS Specified Duplicate Equation Value within Control Limits.
OK (RPD)

8.14 LCS within Control Limits.
OK

8.15 MLCS within Control Limits.
No Matr x Spikes (MLCS) tound in Batch

8.16 MS within Control Limits.
OK

8.17 Tracer within Control Limits.
No Tracers found in Batch!

8.18 Samples are above Minimum Tracer Yield (No Failed Samples)
No Tracers found in Batch!

8.19 Sample Specific MDC <= CRDL.
OK

8.2 Comments:

8.21 Result < Lc. Activity Not Detected, U Flag.
No Limit Specifiedl

8.22 Result < Mdc, Activity Not Detected, U Flag.
Batch Positive Result =>

1K70G1AD Uranium 1.1E+02 L:8.5E-02
JKMR41AC Uranium 8.4E+00 L:8,3E-02
JKMQ41 AG Uranium 7.2E+00 L:8,3E-02

8.23 Result <= Action Level, when Defined.
OK; No Action Level Found => Uranium

OK: No Callin Level Found => Uranium
8.24 Result + 3s >=0, Not Too Negative.

Result 3s < 0 JLTCX1AA Uranium -5.6E-03

ecklist 1/19/2007 11:49:37 AM
Review
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N/A
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Yes N N/A

Y No N/A
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STL Richland
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8,25 Counting Spectrum are within FWHM Limits. Yes No N/#
No FWHM found in Batch Data! q

8.26 Instruments have Current Calibrations. Yes No N/A

8.27 Correct Count Library Used. Yes No N/O
No Count Library found in Batch Data!

8.28 Instrument Background within Limits at Time of Counting. (Not Applicable to this version. To be developed in later versiorts No N/A

8.29 Instrument Check Source within Limits at the Time of Counting. (Not Applicable to this version. To be developed in later vtesjom4. N/A

8.3 Comments:

8.31 Results Blank Subtracted as Appropriate. Ye No N/A
OK 7

First Level Review
STL Richland

OASRADCALCv4.8.26

Date 7

Page 2

ID I Lj i\-



Data Review Checklist
RADIOCHEMISTRY

Second Level Review

OC Batch Number:

(6 6 S f

U. Other
1. Are all Nonconformances included and noted?
2. Are all required forms filled out?
3. Was the correct methodology used?
4. Was transcription checked?
5. Were all calculations checked at a minimum frequency?
6. Were units checked?

Comments on any "No" response: 4

Second Level Review: Date:/

LS-038B, Rev. 10, 8/02

STL RICHLAND

Review Item Yes ) No ( ) N/A ()
A. Sample Analysis
1. Are the sample yields within acceptance criteria?
2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?
3. Are the correct isotopes reported?
B. QC Samples
1. Is the Minimum Detectable Activity for the blank result < the
Contract Detection Limit?
2. Does the blank result meet the Contract criteria?
3. Is the blank result < the Contract Detection Limit?
4, Is the blank result > the.Contract Detection Limit but the sample
result < the Contract Detection Limit? --

5. Is the LCS recovery with contract acceptance criteria?
7. Is the LCS Minimum Detectable Activity S the Contract Detection
Limit?
8. Do the MS/MSD results and yields rneet acceptance criteria?
9. Do the duplicate sample results and yields meet acceptance
criteria?

I>
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Clouseau
Nonconformance Memo

NCM #:
NCM Initiated By:

Date Opened:
Date Closed:

10-09311
Pam Anderson
01/19/2007

Classification: Deficiency
Status: CHREVIEW

Production Area: Counting
Tests: UNat by KPA

Lot #s (Sample #'s): J6K210272 (1,2,3,4),
J6K220197 (1), J6K220374
(1,2), J6K270175 (1,2,3,4,5),
J6K300000 (458), J6L010207
(1,2), J6L110134 (1),
J6L110164 (1), J6L110178
(1), J6L120216 (1),
J6L180164 (1,2,3),
J6L180181 (1), J6L1 90000
(566,599), J6L200317 (1),
J6L210000 (249), J6L290000
(132),

QC Batches: 6334458, 6353566, 6353599,
6355249, 6363132

L Nonconformance: Technician Error
Subcategory: Laboratory error: analytical error

Name Date Destiption
Pam Anderson 01/19/2007 On Jan. 18, 2007 during calibration of the KPA the final blank check was not

analyzed. Each batch has a blank check run after counting the batch. Each of these
blanks are acceptable. The data will be accepted.

Namne Date Corrective Action
Pam Anderson 01/19/2007 Technician was alerted to the error. He will not make the error again.

Client Project Manager Notified Response How Notified Note

Response Response Note

*ult Assrne eiicto

Verified By Due Date Status Notes
This section not yet completed by QA.

Ap. 101Hitr

Date Approved Approved By

Date Printed: 1/19/2007

Position

Page 1 of 1
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cv C. cTI6 O 7 
C.O.C. #

t I7 CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST 506-007-176
. 7Page 1 of I

(CColle Contact/Reauester Teleohone No. MSIN FAXm. WEIL Uot Stewart 509-376-S06
AF No. Sampling Origin Purchase Order/Charae Code

-7Hanford Site
roject Title -e-

SI IRV tl JtY 2006 i-/c-CsN Temp,

ShIpnd TR (I hl Method of Shipment Bill of Ladine/Air Bill No.
jSyI-mTethonye.iba~~______________ Govt. Veh~icle-
Protocol Priority: 45 Days Offsite Proert No

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Total Activity Exerotior: Yes No
Batch all PNNL GW samples submitted under "W", "S", "I", "A" or "G" 06 SAFs into one SDG, not to exceed SDG closure of14 days.
Submit invoices & deliverables to DL Stewart, PNNL

Sample No. Lab ID * Date Time No/Type Container Sample Analysis Preservative
BlJL47 W 1x20-mL P Activity Scan No

B1JL47 W 1x500-mL G/P UTOTKPA: Uranium (1) HNO3 to pH <2

B1JL47 W 1x1000-mL P 9310 ALPHABETA GPC: Gross Alpha (1) HNO3 to pH <2

Relinuished By print IeSimiR dateTim P J- d si te/Time MatrixFUJOI HWFORP ~ OV 3 0 2006 j~Z ~ ~ NOV 3 U Z~
Relinquished By Date/Time Received By Date/Time S = Sediment Dl =mm t mi

SO = Solid T = Tisgue
SI = Slidge Wt Wine

Relinquished By Date/Time Received By DateTime 0 Oil V Vevetatirt
A =Air X Other

Relinquished By Date/Time Received By Date/Time

FINAL SAMPLE Disposal Method (e-g., Return to customer, per lab procedure, used in process) Disposed By Date/Time
DISPOSITION



Cohjuj HAFORD

CHAIN OF CUSTOD YSAMPLE ANALYSIS REQUEST

I I
Contact/Reauester Telephone No.

C.o.C. #
S06-007-170

Page 1 of I

- -"T Dnte1wamL 1 V19-376-50% ISN AAF No- Sampling Oriz i Purchase Order/Chare Code
806-007 Hrnforrd Site

ro iect Title frJ St Ice hest
-SJ IR V- It j1Y 2006 1 11z:Ice Chest No. Temp.

s . ,AA. Method of Shipment Bill of Ladine/Air Bill No.
-U lononmrwslp Riri Govt Vehicle

Protocol
SURV Priority: 45 Days Offsite Property No.

POSSIBLE SAMPLE HIAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Total Activity ExeFotion: Yes 9 No

Batch all PNNL GW samples submitted under "W", "S", "I", "A" or "G" 06 SAFs into one SDG, not to exceed SDG closure of14 days.
Submnit invoices & deliverables to DL Stewart, PNNL

Sample No. Lab ID * Date Time No/Type Container Sample Analysis Prcservative
BIJL44 W § 1x20-ML P ActivityScan

B1JL44 W 3x1000-mL P TRITIUM ELECTLSC_LL: H-3 (1) None

BIJL44 W 1x500-mL G/P UTOTjKPA: Uranium (1) HN03 to pH <2

BIJL44 W 1x1000;mL P 9310_ALPHABETAGPC: Alpha + Beta (2) HN03 to pH <2

81JL44 W 1x500-mL P TC99_ETVDSK-LSC: Tc-99 (1) HCI to pH <2

B1JL44 W 2x4000-mL G/P 1129LLSEPLEPSGSLL: 1-129 (1) None

'OD /m BL aSinate/ime Matrix *V 3 i NOV 0 5aefhmM.R. WNEIL I in~f.tMti

Relinqshed By Date/Time Received By Date/Time SF - Sediment D, = DnM I insi
SO - Solid T Tis-e
St = Stiuie WI Wine
W Water T T tionidRelinquished By Date/Time Received By Date/Time 0 Oil V = Vevetatin
A = Air X = Other

Relinquished By DateTimne Received By Date/Time

FINAL SAMPLE Disposal Method (e.g., Return to customer per lab procedure, used in process) Disposed By Date/Time
DISPOSITION

NISIN FAX



S"TL
Sample Check-in List

DateTimeReceived:/J~ ~

Client: SDO: Z0L 217- NA[] SAF : & NA,] )

Work Order Number: k Chain of Custody # 66-007- /7

Shipping Container ID:5c QNL - I < Air Bill #_

1. Custody Seals on shipping container intact? NA Yes No

2. Custody Seals dated and signed? NA ] Yes/f No

3. Chain of Custody record present? Yes K No [I

4. Cooler temperaturc:______ NA 5.Vermiculite/packing materials is NA [/A Wet ( Dry

6. Number of samples in shipping container:_

7. Sample holding times exceeded? NA [ Yes [] No []

8. Samples have:

_ tape hazard labels
custody seals Lappropriate samples labels

9. Samples are:
/in good condition leaking

_ broken have air bubbles
(Only for samples requiring head space)

10. Sample pH taken? NA [ pH<24 pH>2 pH->9

11. Sample Location, Sample Collector Listed? Yes No
*For documentation only. No corrective action needed.

12. Were any anomalies identified in sample receipt? Yes ( NoA

13. Description of anomales (include sample numbers):

Sample Custodian: Date: J

Client Sample ID Analysis Requested Cond ion Comments/A c ion

Client Informed onby_____ Person contacted

( I No action necessary; process as is.

Project Manager Daie _

LS-023, 9/03, Rev. 5
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L
CHAIN

PNNL~-'
C.O.C. #

Y/SAMPLE ANALYSIS REQUEST S06-007-78

Page 1 of I
.ollector Co ntact/Reauester Teleohone No. MSIN FAX
A oL Stwart 51..37(-5056SAF No. Samoline Oriain Purchase Order/Charee Code

SS06-007 
Hanford Site

rjetS R TV i Y 7 
Ice Chest No Te mo.

Shinned To sh ethod fShiomet Bill of Ladine/Air Bill No.
- Severn Trent Inromorated Riohland Govt Vehicle
Protocol Priority: 45 Days Offsite Pronerty No.

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Total Activity Exemtion: Yes S6 No
* Batch all PNNL GW samples submnitted under "W", "S", "I", "A" or "G" 06 SAFs into one SDG, not to exceed SDG; closurec of

Tl,4 days-
Subrnit invoices & deliverables to DL Stewart, PNNL

Sample No. Lab ID Date T No/Type Container Sample Analysis Preservative

B1JLB3 W lx20C-mL P Activity Scan None
1 30 '0

B1JLB3 W 3x1000-mnL G/P SRISOSEPPRECIPGPC: Sr-90 (1) HNO3 to pH <2

Print Sign Date/Time S ' Date/Tciee Matrix *

- N~ y Nov3 Q 2006D- n .i
Relinquished By Date/Tine Received By Date/Time SF = Sediment D1. Dnm I inoi

St = Solid T Tissue
ST. = Slude Wt = Wine
W = Water I t Linuid

Relinquished By Date/Time Received By Date/Time 0 Oil V Vevetation
A Air X Other

Relinquished By Date/Time Received By Date/Time

FINAL SAMPLE Disposal Method (e.g., Retun to customer, per lab procedure, used in process) Disposed By Date/Time
DISPOSITION

O

OF CUSTOI
I
i



Snrmple Check-in List

Date/Time Received: /4 ->

Client: SDG V NA ( __

Work Order Number: ' Chain of Custody SM 7-_

Shipping Container ID:5AL) § - 3 Air Bill #

. Custody Seats on shipping container ntac NA [ Yes N '

2. Custody Seals dated and signed? NA J Yes N

3. Chain of Custody recoid p.resent? Yes N

4. Cooler temperature:- NA (/ 5.Vcrmioulite/packing m;aerials is N- [4 Wet

6. Number of samples in shipping container:

7. Sample holding times exceeded? NA[/ Yes [ No []

8. Samples have:

tape _ hazari adelb
custody seals __ appropite sanmplas 1atel s

9. Samples are:

Dry

Lin good condition
-broken _-have "i -Ubbles

(Only for samples requirmg head space)

0 Sample pH taken? NA ] pH<2 tI pH>2 p-l>

11. Sample Location, Sample Collector Listed? - Yes 4 No I
*For documentation only. No corrective action needed.

12, Were any anomalies identified in sample receipt? Yes ] No

13, Description of anomalies (include samp e nutmbcrs):

Sample Custodian Date: 16/

Client Sample ID Ana sis Requested Condition Ce;me nentsAeon

Client Informed onby Prrsen eon . -d

[ ] No action necessary process as s.

Project Manager Date___

LS-023, 9/03, Rev. 5
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IPNNL&41//O / 3 f'
4)6 5-e '7 CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST

C.O.C. #
S06-009-35

Page 1 of I

allectar Contact/Reauester Telephone No. MSIN FAX
V qrw VDt Stewart S09-176-5056

SAF N6: Sampline Oriin Purchase Order/Charee Code
.06-009 Hanford Site

#roiect Title lee Chest No. Temp.
-IjRV SFPTFMBFR 2006 9L§

Shinned To a(t hl Niethod of Shinment Bill of Lading/Air Bill No.
jSevymTrentorrnoatedRichland .Govt. Vehicle

Proto Priority: 45 Days Offsite Property No.
SIIV Prioity 45ivt Dayston es NPOSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time

** ** Contains Radioactive Material at concentrations that are not regulated for transportation per 49 CFR but are not Batch all PNNL GW samples submitted under "W", "S", "I", "A" or "G" 06 SAFs into one SDG, not to exceed SDG closure of
releasable per DOE Order 5400.5 (1990/1993) 14 days.

Submit invoices & deliverables to DL Stewart, PNNL

Sample No. Lab ID * Date Time No/Type Container Sample Analysis ervative

B1KCW8 W - 1x1000-mL P 9310_ALPHABETAGPC: Alpha + Beta (2) HN03 to pH <2

B1 KCW8 W 1x20-mL P Activity Scan None

B1KCW8 W 1x500-mL G/P UTOTKPA: Uranium (1) HNO3 to pH <2

Relinquished By Date/rime ece SBy" ateiTime! Matrix *

DEC ijDEC 0 -)Into - S1 = oil OS'. Drum Soid
i. - . DEu L.-.-i

Relinquishe y F Date/Time Received By Date/Time S = Sediment DT Dnam T inni
SO = Sotiid T Tisue

St. = Studve WI Wine
W = Water 1 = liounid

Relinquished By DaterriTne Received By Date/Time 0 Oil V = Veqetation
A Air X Other

Relinquished By Date/Time Received By DateiTime

FINAL SAMPLE Disposal Method (e.g.. Return to customer, per lab procedure, used in process) Disposed By Date/Time

DISPOSITION

I



-inpfl,' Clheclk-in L i

Date/Time Received, O 

Cent: SDG it 1Oda_7NA S

Work Order Number: I j Chain of C'>sr t

Shipping Container ID: P <u- Bi3l

Custody Seals on s ppJ ng centainer im2ti N e

2 Custody Seals dated and signedN

3. Chain of Custody record presenm?

Cooler temperate::__ __ NA N 5 Verm cu \

6. Number of sarples tn shipping centiner

7. Sample holding times exceeded?

8. Samples have
tape
custody seals

9. Samples are:
in good condion

_ broken

A-,

10. Sample pH taken? N1. L ) 7 >Fi

Sample Location Sample Collector Liste Y
'For documentaion only. No corretive c'net needed

12. Were any anomalies identified in sample reCeipt? Y- N

13, Description of anorn es (include s'! n e anu: be rs),

Sample Custodian:

Client Sample ID Anal ss Reuesec -Cte - -

Chemt Informed on._- by -P r I

[ NI action necessary, proces a as is

Priject Ma nagev

LS-023. 9/03, Rev. 5

STL RICHLAND 63

BgE=



PNN L /

6 -

C.O.C. #

CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST S06-009-53

E

ro Ra " P rage 1 ofCollector R.TSICKLE Contact/Reauester Telephone No. MSIN FAX
Dot Stewart 509-376-5056SAF No. Samnling Orisjn Purchase Order/Charee CodeS064009 HnodSt

Project Title Ice Chest lo Tem.StiRV SFPTFMBER 2006 7TV f f Y -ec/ Ches ) Te5

Shinned To (T'Wl Method of Shiment Bill of Ladins/Air Bill No.
o ed Richlland Gonvt Vehicle'

Protocol

SUR V Priority: 45 Days Offsite Property No.

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Total Activity
r sa p Eon ns Radi e M l /at ccentrations that are not regulated for transportation per 49 CFR but are not Batch all PNNL GW samples submitted under 'W", "S", "1", "A" or "G" 06 SAFs into one SDG, not to exceed SDGclose ofreleasable pe BOb Order 5400. (1990/1993) 1 as

Sample No. Lab ID * Date Time No/Type Container Sample Analysis Presevative
B1KD09 W 1x1000-mL P 906.0_H3_LSC: Tritium (1)
B1KD09 W 1xI000-mL P 9310_ALPHABETAGPC: Alpha + Beta (2) HNO3 to pH <2
B1KD09 W 1x20-mL P Activity Scan None

Rehnqui4%&yanford Date/Time 0 ei y 8in Date/Time 4 Matrix *

YDEC 13 2006 ' DEC 1 1i006 q -sl OS = Tn Wid
Relinquished By Date/Time Received y Date/Time S = Sedimenr Pt = Oram FinnSO Solid T Tisme

St. = Shidge WI Wine
W = water T . HlirRelinquished By Date/Time Received By Date/Time = Oil V e in
A = Air X Other

Relinquished By Date/Time Received By Date/Time

FINAL SAMPLE Disposal Method (e.g., Return to customer, per lab procedure, used in process) Disposed By Date/Time
DISPOSITION



Samrrptle Check-in List

Date/Time Received; ; o
Client: SDG t.k 5 NA S A

Work Order Number: Chain ? ; _ p 6 6' 53

Shipping Container ID. Air Bil #t

Custody Seals Di snipping conitainer N

2, Custody Seals dated and signed? NA?]

3 Chain of Custody record p.resent? Y's

4. Cooler temperature A_ NA 5 Yrmieu repck l

6. Number of samples in shippinc mor:t _

7. Sample holding times exceeded? N

8. Samples have:

-tapeha's brcustody seals ladels--- ~~~appri P. , m le ab l

9. Samples are:
d ~~~ d.,,AS.

"A

ngocon non
broken

1?. Sample pH taken? N 2 F pH

1. Sample Location, Sample Collector Liced? *N
*For documentation only. No correctvc acion needed.

2 Were any anomalies identified in sample rectipt? Yes No -

13. Description of a noma lies (inClUde sample numbers

Simple Custodian: .4~jC9:/~/'% 9 <
Slmp e Custodian 2,c

Client Sample ID Anal y ReQuesCl co-i

Client hiformed on by rson

) No action necessary; p!ocess as is

Preject Manager------

LS-223, 9/03, Rev. 5
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PNNL§'634 /2/
4&c s 7 CHAIN OF CUSTODY/SAMPLE A

ollector Contact/Reauester Telephone No. MSIN FAXAF o 1"I" Q -
AF PWT S E Sampliniz Oriain Purchase Order/Charee Codef-6nford Site
rolect Title le20/6Ice Chest No. Temp.ST IRV- 11,N 2E006 qFl 'yV40Z

Shinned To ( ahl Method of Shipment Bill of Ladinv/Air Bill No.e Trt on t ihnI Govt Vehicle ______Protocol Pority: 45 Days Offsite Property No.S1 JRVI
POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Total Activity Exemtion: Yes '/ No

Batch all PNNL GW samples submitted undeT "W", "S", "'" "A" or "G" 06 SAFs into one SDG, not to exceed SDG closure of
14 days.
Submit invoices & deliverables to DL Stewart, PNNL

Sample No. Lab ID * Date Time No/Type Container Sample Analysis Preservative
B1J999 W 1x1t00-mL P 9060_H3 LSC: Tritium (1) None

D1J999 W 1x20-mL P Activity Scan None

B1J999 W 1x1000-mL P 9310_ALPHABETAGPC: Alpha + Beta (2) HNO3 to pH <2

RerinqftdF enf0 d ign Datefrime / 7 Receive y print Date/Time } Matrix *
Ri. TSICK DEC 1 3 ?On C 20

1 TS = Soil DS = Dnm, Soid
Relinquished By Daterfime Keceived By Date/Time SE = Sediment Dl = Ornm I inn

SO =Solid T =Tsu
St. = Sladge WT - Wine

0 4.- WU= Water I = TimnidRelinquished By Date/Time Received By Date/Time = Oil V Vegetation

A Air X Other

Relinquished By Daterrime Received By DateiTime

FINAL SAMPLE Disposal Method (e.g., Retum to customer, per lab procedure, used in process) Disposed By Date/Time
DISPOSITION

C.O.C. 14

NALYSIS REQUEST S06-006-248

Page 1 of I



Samp Check -in List

Date/Time Received: /413k !

Client: SDO U: ",51A J4 Sj
Work Order Number: ,J6 3 / Chain of Custody ;4

Shipping Container ID: Air Ni!

Custody Seals onrs) ping coniner nc

2. Custody Seals dated and signedN

3. Chain of Custody record present?

Y el j j s J'-
4 Cooler temperature _____ .NA /1 5 Vermricutlme/packit 0 ltter ls is N W /3\eK
6. Number of samples in srhippinu continer:

7. Sample holding times exceeded?

8. Samples have:

tape h
custody seals . / tpprF .. . am. s a5els

9. Sam les are:
/in good condion ___k"

broken

ys

p..

ac s

10. Sample pH taken? NA ( p'L<2 (/ pH>2

11 Sample Location Sampie Collector ListeN
-For docu1mentatiot n )Ily. No correctvr acuon needed

12. Were any anomalies identified in sarnple NOpt?

13 Description of anomlies (include srnple tnubers):

Sample Custodian: - ---- c->

Client Sample ID A na sis sn

Client informed or by Per;on cc It' !

I I No action necessary; process as is

Pr-ject M,anager, 5D

LS-023, 9/03. Rev. 5
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07 8:36:53 AM Sample Preparation/Analysis Balance Id:1 120482733
384868, Pacific Northwest National Laboratory AZ Gross Alpha PrpRC5014
Pacific Northwest National Lab S7 Gross Alpha by GPC using Am-241 curve
AnalyDueDate: 01/15/2007 r 51 CLIENT: HANFORD Sepi DT/Tm Tech:
Batch: 6353567 WATER pCi/L PM, Quote: SA, 57671 Sep2 DT/Tm Tech:SSEQ Batch, Test: None

Prep Tech: ,BockJ J 4
Work Order, Lot, Total Initial Aliquot QC Tracer Dish Ppt or Count Detector Count On I Off CR Analyst, Comments:Sample DateTime Amt/Unit Amt/Unit Prep Date Size Geometry Time Min Id (24hr) Circle Init/Date

1 JKMQ4-1-AA 96-40g -J6L010207-1-SAMP t-6,

11/30/2006 12:39 AmtRec: 20ML,2X500ML,4XLP 2X4LP #Containers 9 Scr: Alpha: 6.52E-04 uCVSa Beta: 2.80E-04 uC/Sa
2 JKMR4-1AA 128.70g,inC6 1 D
J6L010207-2-SAMP A ' i L-*-*-----1l---Jill-----111111------I-----11-11------ Iii--- ---lilt------I-l------l-----------------------------'--- - - - - -- I-------------------------------------
11/30/2006 11:55 Amt~ec: 20ML,500ML,LP #Containers: 3 Scr: Alpha: 8.86E-05 uC/Sa Beta: 1.09E-04 uCVSa
3 JK70Gi-AA 200.00g in
J6-110134-1-SAMP L-

------lll ll --- -- -------- ------------------ -------- --- --- ----------------------------ff----1---1---------l------------------1------------------ ---------------------- - - - - - -- - - - - -
12/08/2006 10:13 AmtRec: 20ML,500ML,LP #Containers: 3 Scr: Alpha: 1.59E-04 uCi/Sa Beta -1.37E-04 uC/Sa
4 JLDH5-1-AC 186.60g,in
J6130181-1-SAMP (4 '17

12/13/2006 09:03 AmtRec: 20ML,2XLP #Containers: 3 Scr: Alpha: 1 42E-05 uCi/Sa Beta: 5.47E-05 uCi/Sa
5 JLDME-1-AC 166.20g,in
J6L130191-1-SAMP -4 1K
1lIll ll fill - --1--111- --11111- - --------------------------------------------------------

12/13/2006 08:25 AmtRec. 20ML,2XLP #Containers: 3 Scr: Alpha: -2 OYE-04 uCi/Sa Beta: 4.78E-04 uCi/Sa
6 JLDME-1-AF-X 166.30g,in
J6L130191-1-DUP i
---il ------------------------------------------------1------------------------------------------------ 1111------------------------------------------------------------
12/13/2006 08:25 AmtRec: 20ML,2XLP #Containers: 3 Scr: Alpha: -2. E-04 uCi/Sa Beta: 4.78E-04 uCi/Sa
7 JLTC4-1-AA-B 199.90g,in

J6L1 90000-567-BLK

1 111 11111111 li 1ll1I 111 11f f I ll -
12/13/2006 08:25 AmtRec: #Containers: 1 Scr: klpha: Beta:

iCI

STL Richland Key: In - Initial Amt, fi - Final Amt, di - Diluted Amt, si - Sep1, s2 - Sep2 Page 1 ISV - Insufficient Volume for Analysis WO Cnt: 7
Richland Wa. pd - Prep Dt, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added PrepSamplePrep v4.8.26



1/10/2007 8:36:55 AM PreparatnAnSample BreparaonAaiysls Balance ld:1120482733
AZ Gross Alpha PrpRC5014 Pipet #:
S7 Gross Alpha by GPC using Am-241 curve

AnalyDueDate: 01115/2007 51 CLIENT: HANFORD Sep1 DT/Tm Tech:
Batch: 6353567 pCi/L Sep2 DTTm Tech:
SEQ Batch, Test: None

1111111M11111 lullM 11111 a11 1111 11111111 1iiliiPeWork Order, Lot, Total IialAqut QC Tracer Dish -Ppt or Count Detector Ij Count on IofCR Aayt omnsSample DateTime Amt/Unit Amt/Unit Prep Date Size Geometry Time Min Id (24hr) Circle Cnit/Date

8 JLTC4-1-AC-C 203.10g,in asd4086 .
J6L1 90000-567-LCS 12/18/06,pd \.4 t/ /A 7 &

12/13/2006 08:25 AmtRec: #Containers: 1 Scr: Alpha: Beta:
Comments:

Nl Clients for Batch: eL. (a
384868, Pacific Northwest National Laboratory Pacific Northwest National Lab, SA , 57671

MQ41AA-SAMP Constituent List:
ALPHA RDL:3 pCi/L LCL: UCL: RPD:

,LTC41AA-BLK:
ALPHA RDL:3 pCi/L LCL: UCL: RPD:

JLTC41AC-LCS:
Am-241 RDL: pCi/L LCL:70 UCL:130 RPD:20

YKMQ41AA-SAXP Calc Info:
Uncert Level (#s).: 2 Decay to SaDt: Y Blk Subt.: N Sci.Not.: Y ODRs: B

JLTC41AA-BLK:
Uncert Level (#s).: 2 Decay to SaDt: Y Bilk Subt.: N Sci.Not-: Y ODRs: B

TLTC41AC-LCS:
Uncert Level (#s).: 2 Decay to SaDt: Y Blk Subt.: N Sci-Not.: Y ODRs: B

Approved By _--_Date: _

STL Richland Key: In - Initial Amt, fi - Final Amt, di - Diluted Amt, si - Sep1, s2 - Sep2 Page 2 ISV - Insufficient Volume for Analysis WO Cnt: 8
Richland Wa. pd - Prep Dt, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added Prep-SamplePrep v4.8.26



1/10/2007 8:29:00 AM

384868, Pacific Northwest National Laboratory
Pacific Northwest National Lab

AnalyDueDate: 01115/2007

Sample Preparation/Analysis
BC Gross Beta PrpRC5014
S8 Gross Beta by GPC using Sr/Y-90 curve
51 CLIENT: HANFORD

Balance Id:1 120482733

Pipet:

Sepil DTITmn Tech:

Batch: 6353568 WATER
SEQ Batch, Test: None

pCi/L PM, Quote: SA, 57671

1111111111111111111111!11111 11111 11111 liii liii

Sep2 DT/Tm Tech:

Prep Tech: ,BockJ

Work Order, Lot, Total Initial Aliquot QC Tracer Dish Ppt or Count Detector Count On I Off CR Analyst, Comments:
Sample DateTime Amt/Unit Amt/Unit Prep Date Size Geometry Time Min Id (24hr) Circle Init/Date

1 JKMQ4-1-AC 84.40g,in
J6L0110207-1-SAMP

~ 1--- i llll l IIIIII ll 1 1 1 ll il -- --- ---- ----- --- ---- ---- ----- --------- ---- --- -- ----- ---- ----- ---- -- - ------ ----- ---I-- - - - ---- --- ---- --
11/30/2006 12:39 AmtRec: 20ML,2X500ML,4XLP,2X4LP #Containes 9 Scr: Alpha: 6.52E-04 uCiSa Beta: 2.80E-04 uCVSa

2 JK70G-1-AC 201.20g,in

J6L1 10134-1-SAMP

-~ ~1 I Il 1111111111111 11 1 1111 l- ----------------- --------------- --- ------------------- -------------------- ------------------
12/08/2006 10:13 AmtRec: 20ML,500MLLP #Containers: 3 Scr: Alpha: 159E-04 vC Sa Beta I37E-04 uC/Sa

3 JLDH5-1-AD 196.60g,in
J6L130181-1-SAMP

11 1 1 1 1 1 1 11111111lI1l ---- --- --- --- --- --- --- --- -- --- --- --- --- --- --- --- ----- --- --- --- --- --- --- ---------------------- ----------------------- ---- ---- ---- ---
12/13/2006 09:03 AmtRec: 20ML,2XLP #Containers: 3 Scr: Alpha: 1 42E0 uCi/Sa B a: 5.47E-05 uCi/Sa

4 JLDH5-1-AE-X 197.10g,in
J6L1 30181-1-DUP

----- -- --- -- ---111111----11- --- ---- --- ---- --- ---- --- -----111- ---111----1- ---- -------------- -- --- -- ----- -- -- --- --I----------- ---- ------- --- -------------- ---- --- ---- --
12/13/2006 09:03 ArtRec: 20ML,2XLP #Containers: 3 Scr: Alpha: 1 .42E- 5 uC[/Sa eta: 5.47E-05 uCi/Sa

5 JLDME-1-AD 200.80g,in

J6L130191-1-SAMP

II 0101|11 I11101 ili
12/13/2006 08:25 AmtRec: 20ML,2XLP #Containers: 3 Scr: Alpha: -2.06E-04 uCi/Sa Beta: 4-78E-04 uCi/Sa

6 JLTC9-1-AA-B 203.00g,in
J6L1 90000-568-BLK

111 11 1 1 1 1 111 11 11 11 11 1 1 1 --- -- --- -- -- -- --- --11-- -- --- -- -- -- --- --1- -11-- -- -- -- -- ---- -- ----- -- -- -- -- --- -- -- -- --- -- -- -- -- --- -- -- -- --- -- -- -- --- -- -- -- -- --- -- -- -- --- ---- -- -- --- -- -- -- --- -- -- -- --
12/13/2006 09:03 AmtRec: #Containers: 1 Scr: Al ha: Beta:

7 JLTC9-1-AC-C 200.20g,in besb2982 2- rr-
J6L1 90000-568-LCS 12/21108pd '

12/13/2006 09:03 AmtRec: #Containers: 1 Scr: Alpha Beta:

STL Richland Key: In - Initial Amt, fi - Final Amt, di - Diluted Amt, si - Sep1, s2 - Sep2 Page 1 ISV - Insufficient Volume for Analysis WO Cnt: 7

Richiand Wa. pd - Prep Dt, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added Prep SamplePrep v4.8.26

r l



1/10/2007 8:29:02 AM Sample Preparation/Analysis Balance Id:1 120482733
BC Gross Beta PrpRC5014 Pipet #:
S8 Gross Beta by GPC using SrN-90 curve

n AnalyDueDate: 01/15/2007 51 CLIENT: HANFORD Sepi DT/Tm Tech:
L- Batch: 6353568 pCi/L Sep2 DT/Tmn Tech:SEQ Batch, Test: None

:I) 1111111 NUN 11111 H~ 111111 1111111 IUH liPrep Tech: ,BockJ

Work Order, Lot, Total Initial Aliquot 0C Tracer Dish Ppt or Count Detector Count On I Off CR Analyst, Comments:Sample DateTime Amt/Unit Amt/Unit Prep Date Size Geometry Time Min Id (24hr) Circle [nit/Date

Comments: w -

A11 Clients for Batch.
384868, Pacific Northwest National Laboratory Pacific Northwest National Lab, SA 57671

n MQ41AC-SAMP Constituent List:
BETA RDL:4 pCi/L LCL. UCL: RPD:

TLTC91AA-BLK:
BETA RDL:4 pCi/L LCL: UCL: RPD:

TLTC91AC-LCS:
Sr-90 RDL: pCi/L LCL:70 UCL:130 RPD:20

JMQ41AC-SAMP Cale Info:
Uncert Level (#s).: 2 Decay to SaDt: Y Blk Subt.: N Sci.Not.: Y ODRs: B

JLTC91AA-BLK:
Uncert Level (#s).: 2 Decay to SaDt: Y Blk Subt.: N Sci.Not.: Y ODRs: B

ILTC91AC-LCS:
Uncert Level (#s).: 2 Decay to SaDt: Y Blk Subt.: N Sci.Not.: Y ODRs: B

Approved By ___Date:

STL Richland Key: In - Initial Amt, fi - Final Amt, di - Diluted Amt, s1 - Sepi, s2 - Sep2 Page 2 ISV - Insufficient Volume for Analysis WO Cnt: 7
Richland Wa. pd - Prep Dt, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added PrepSamplePrep v4,8.26



1/3/2007 3:27:51 PM Sample Preparation/Analysis Balance 1d:1120482733
tH 384868, Pacific Northwest National Laboratory CL Sr-90 Prp/SepRC5006(5071) #

cl Pacific Northwest National Lab TL Sr-85 by Nal and Sr-90 by GPC 7 day ingrowth
H AnalyDueDate: 01/15/2007 51 CLIENT: HANFORD Sepi DT/Tm Tech: (

Batch: 6353585 WATER pCi/L PM, Quote: SA, 57671 Sep2 DT/Tm Tech:
SEQ Batch, Test: None

'11 11111 11111 11111 11111 i 1111 litiiliii Prep Tech: BockJ

Work Order, Lot, Total Initial Aliquot OC Tracer Tracer Dish Ppt or Count Detector Count On IOff CR Analyst, Comments:
Sample DateTime Amt/Unit Amt/Unit Prep Date Yield Size Geometry Time Min Id (24hr) Circle Init/Date

1 JKPKA-1-AA 995.10g,in SRTB14357
J6L020185-1 -SAMP ,pd 1 p

ill liii 11111 -----1---1-ff1-- Ir ----------------------------------

2---------- 1KKA 1- C- 10!/70g n RT 135-----6 -

Ek I/320 ----------- --------------

11/30/2006 10:59 ArntRec 20ML,3XLP #Containers: 4 Scr: Alpha: 1.60E-04 uCi/Sa Beta: 1.10E-03 uCi/Sa
2 JKPKA-1-AC-X 1001 .70gmn SRTB14358 \

J6L-0201 85-1 -DUP 12121/06,pd b 0

4~E: jLTEA-1- C-C- 1C0 /0 9n1qS128

11/30/2006 10:59 AmntRec: 20ML,3XLP #Containers: 4 5cr: Alpha: 1.60E-04 uCi/Sa Beta: 1.1 OE-03 uCVSa

3 JLTEA-1-AA-B 1002.20gmi SRTB1 4359

J6L1 90000-585-BLK 12/21/06 pd

----------------------------------------------------------------

11/30/2006 10:59 AmtRec: #Containers: 1 Scr: Alpha: Beta:
4 JLTEA-1-AC-C 1001,l0gin SRSG1298 ~lt /(ll
J6190000-585-L-CS 12/20/06 pd

1 /~ fil 111 111 If ---------------- -- ---- --L1--

---- ------------------------------------------- ------ ---------------

11/30/2006 10:59 ArntRec: AContainers: 15cr: Alpha: Beta:

STL Richland Key: In - Initial Amt, fi - Final Amt, di - Diluted Amt, si - Sep1, s2 - Sep2 Page 1 ISV - Insufficient Volume for Analysis WO Cnt: 4
Richland Wa. pd - Prep Dt, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added Prep SamplePrep v4.8.26



1/3/2007 3:27:52 PM Sample Preparation/Analysis Balance ld:1120482733
CL Sr-90 Prp/SepRC5006(5071) 

Pinet #-TL Sr-85 by Nal and Sr-90 by GPC 7 day ingrowth
AnalyDueDate: 01/15/2007 51 CLIENT: HANFORD Sep1 DT/Tm Tech:

Batch: 6353585 pCi/L Sep2 DT/Tm Tech:SEQ Batch, Test: None

III 5111M1 1111 MEN 111111 illi11liii Prep Tech: ,BockJ

Work Order, Lot, Total Initial Aliquot 0C Tracer Tracer Dish Ppt or Count Detector Count On I Off CR Analyst, Comments:Sample DateTime Amt/Unit Amt/Unit Prep Date Yield Size j Geometry 11 Time Min Id (24hr) Circle Init/Date

Comments: > '3

A11 Clients for Batch:
384868, Pacific Northwest National Laboratory Pacific Northwest National Lab, SA , 57671

3KPKAlAA-SAMP Constituent List:
Sr-85 RDL: pCi/L LCL:2O UCL:105 RPD:20 Sr-90 RDL:2 pCi/L LCL:70 UCL:130 RPD:20

TLTEAlAA-BLK:
Sr-85 RDL: pCi/L LCL:20 UCL:105 RPD:20 Sr-90 RDL:2 pCi/L LCL: UCL: RPD:

TEAlAC -LCS:
Sr-85 RDL: pCi/L LCL:20 UCL:105 RPD:20 Sr-90 RDL:2 pCi/L LCL:70 UCL:130 RPD:20

JKPKAIAA-SAMP Calc Info:
Uncert Level (#s).: 2 Decay to SaDt: Y Blk Subt.: N Sci.Not.: Y ODRs: BILTEAlAA-BLK:
Uncert Level (#s).: 2 Decay to SaDt: Y Blk Subt.: N Sci.Not.: Y ODRs: B

JLTEAlAC-LCS:
Uncert Level (#s).: 2 Decay to SaDt: Y Elk Subt.: N Sci.Not.: Y ODRs: B

Approved By ._Date.-

STL Richiand Key: In - Initial Amt, fi - Final Amt, di - Diluted Amt, si - Sep1, s2 - Sep2 Page 2 ISV - Insufficient Volume for Analysis WO Cnt: 4
Richland Wa. pd - Prep Dt, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added Prep-SamplePrep v4.8.26



1/8/2007 2:27:35 PM

384868, Pacific Northwest National Laboratory
Pacific Northwest National Lab

AnalyDueDate: 01/15/2007 Yj1IX

Sample Preparation/Analysis
BN 1-129 Prp/SepRC5025
TB Gamma by LEPD

51 CLIENT: HANFORD

Batch: 6353579 WATER pCi/L PM, Quote: SA, 57671
SEQ Batch, Test: None All Tests: 6353566 DHSS, 6353567 AZS7, 6353568 BCS8, 6353579 BNTB, 6353581 ASU3, 6353582 FPS5,

Isaia 111111111 U11 ill 11111 ElNltE111111111111111auWork Order, Lot, Total Initial Aliquot j QC Tracer Dish Ppt or Count Detector Count On I Off CR Analyst Comments:Sample DateTime Amt/Unit Amt/Unit Prep Date Size Geometry Time Min Id (24hr) Circle Init/Date
1 JKM04-1-AD 3712.50g,in ITA5903 LL-0J6L010207-1-SAMP 12/28/06

ill II 1111 llIIlli III --- --- ---------- -- ----
11130/2006 12:39 AmtRec: 20ML,2X500ML,4XLP,2X4LP #Containers: 9 Scr: Alpha: 6.52E-04 uCVSa Beta: -2.80E-04 uCVSa
2 JKM04-1-AH-X 3706.50g,in ITA5902 L
J6L010207-1-DUP 12/28/06 -

S-- ------------- ---- - ----- ---
11/30/2006 12:39 AmtRec: 20ML,2X500ML,4XLP,2X4LP #Contalners 9 Scr Alpha: 6.52E-04 uCVSa Beta: -2.80E-04 uCVSa
3 JI~LTD1AAB IAtU

Balance Id:2113224201

Pipat #:

Sep1 DT/Tm Tech:

Sep2 DT/Tm Tech:

Prep Tech: ,BostedD

3I n-1"03609.90g,in ITA5901
J6L1 90000-579-BLK 12/28/06

-11l11111lii 11 I ll11111 II 11111 111 - - --- ----------. ?. -_----__--------
11/30/2006 12:39 AmtRec #Containers: 1 Scr: Alpha: Beta:

4 JLTD5-1-AC- 3818.20gmi ISD0707
J6L1 90000-579-LCS 12/14/06,pd d

11/30/2006 12:39 AntRec: #Containers: 1 Scr: Alpha: Beta:

Comments:

&11 Clients for Batch:
384868, Pacific Northwest National Laboratory Pacific Northwest National Lab, SA , 57671

TKMQ41AD-SAMP Constituent List:
1-129 RLL:1.00E+00 pCi/L LCL: UCL: RPD:

LTIl5lAA-BLXK:

1-129 RDLL:1.00E+00 pCi/L LCL: UCL: RPD:
7LTD51AC-LCS:
1-129 RDL-z5 pCi/L LCL:70 UCL:130 RPD:20

TMQ41AD-SAMP Calc Info:

STL Richland Key: In - Initial Amt, fi - Final Amt, di - Diluted Amt, sI - Sep1, s2 - Sep2 Page 1 ISV - Insufficient Volume for Analysis WO Cnt: 4
Richland Wa. pd - Prep Dt, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added PrepSamplePrep v4.8.26



1/8/2007 9:17:22 AM Sample Preparation/Analysis Balance Id:1120482733
384868, Pacific Northwest National Laboratory FP Tc-99 Prp/SepRC5065 Pinet
Pacific Northwest National Lab S Technetiun-99 by Liquid Scint I
AnalyDueDate: 01/15/2007 51 CLIENT: HANFORD Sepi DT/Tm Tech:

Batch: 6353582 WATER pCi/L PM, Quote: SA, 57671 Sep2 DT/Tm Tech:SEO Batch, Test: None

211111Prep Tech: ,BockJ1[211112 1111 H111 11111 11111 11111 11111 fill HElPe ec:,ok
Work Order, Lot, Total Amt Total II Initial Aliquot Adj Aliq Amt 11 QC Tracer Count Detector Count On Off CR Analyst, Comments:

Sample Date /Unit Acidified/Unit Amt/Unit (Un-Acidif led) 11 Prep Date Time Min Id (24hr) Circle Init/Date

1 JKMQ4-1-AE 125.00g,in 125.00g
J6L010207-1-SAMP

11/30/2006 12:39 AmtRec: 20ML,2X500ML,4XLP,2X4LP #Containers. 9 Scr: Alpha: 6 52E-04 uCVSa Beta: -2.80E-04 uCi/Sa
2 JKMQ4-1-AK-S 124.80g,in 124.80g tesgl737
J6L010207-1 -MS 12/06/06,pd

11/30/2006 12:39 AmtRec: 20ML,2X5G0ML,4XLP,2X4LP #Containers: 9 Scr: Alpha: 6.52E-04 uCU/Sa Beta: -280E-04 uCVSa
3 JKMQ4-1-AL-X 126.30g,in 126.30g
J6L010207-1-DUP

11/30/2006 12:39 AmtRec: 20ML,2X500ML,4XLP,2X4LP #Containers: 9 Scr: Alpha: 6.52E-04 uC /Sa Beta: -2.80E-04 uCi/Sa
4 JLTD9-1-AA-B 125.80gn 125.80g
J6L1 90000-582-BLK

-1111111111------------------------------------------------------------Il ~I 11 11 IIII1111 ----------------------------------------------------------------------------------------
11/30/2006 12:39 AmitRec: #Containers: 1 Scr: Alpha: Beta:
5 JLTD9-1-AC-C 128.20gn 128.20g tcse2046
J6L1 90000-582-L CS 12/20/06,pd

11/30/2006 12:39 AmtRec: #Containers: 1 Scr: Alpha: Beta:
6 JLTD9-1-AD-BN
J6L1 90000-582-IBLK

-- 1 11 1 1 1 1 1 1 1 1 1 1 1 111 1 1- ------------------------------------------------il --- -- --- -- --- -- --1---1---------11 -- ------------- ------------- ------------- ------------
11/30/2006 12:39 AmtRec: #Containers: 1 Scr: Alpha: Beta:

STL Richland Key: in - Initial Amt, fi - Final Amt, di - Diluted Amt, s1 - Sep1, s2 - Sep2 Page 1 ISV - Insufficient Volume for Analysis WO Ont: 6
Richland Wa. pd - Prep Dt, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added PrepSamplePrep v4.8.26



1/8/2007 9:17:25 AM Sample Preparation/Analysis Balance Id:
FP Tc-99 Prp/SepRC5065 Pinet #-
S5 Technetium-99 by Liquid Scint

AnalyDueDate: 01115/2007 51 CLIENT: HANFORD Sepi DT/Tm Tech:

Batch: 6353582 pCi/L Sep2 DT/Tm Tech:SEQ Batch, Test: None

l 111111111111111 illilll 111 1 1Ill liiiluill Prep Tech:
Work Order, Lot, Total Amt Total Initial Aliquot Adj Aliq Amt QC Tracer Count Detector Count On I Off CR Analyst, Comments:Sample Date /Unit Acidified/Unit Amt/Unit (Un-Acidified) Prep Date Time Min Id (24hr) Circle ]nit/Date

Comments:

ll Clients for Batch:
384868, Pacific Northwest National Laboratory Pacific Northwest National Lab, SA , 57671

JXMQ41AE-SAMP Constituent List:
Tc-99 RDL:15 pCi/L LCL:70 UCL:130 RPD:20

nKMQ41AX-MS Constituent List:

JLTD91AA-BLK:
Tc-99 RDLL:15 pCi/L LCL: UCL: RPD:

JLTD91AC-LCS:
Tc-99 RDL:15 pCi/L LCL:70 UCL:130 RPD:20

JLTD91AD-IBLK:
Tc-99 RDL:15 pCi/L LCL: UCL: RPD:

KQ41AE-SAMP Calc Info:
Uncert Level (#s).: 2 Decay to SaDt: Y B1k Subt.: N Sci.Not.: Y ODRs: B

TKMQ41AK-MS Calc Info;
Uncert Level (#s).: 2 Decay to SaDt: Y Blk Subt..: N Sci.Not.: Y ODRs: B

JLTD91AA-BLK:
Uncert Level (#s).: 2 Decay to SaDt: Y Blk Subt.: N Sci.Not.: Y ODRs: B

TLTD91AC-LCS:
Uncert Level (#s).: 2 Decay to SaDt: Y B1k Subt.: N Sci.Not.: Y ODRs: B

JLTD91AD-IBLK:
Uncert Level (#s).: 2 Decay to SaDt: Y Bik Subt.: N Sci.Not.: Y ODRs: B

Approved By Date:

STL Richland Key: In - Initial Amt, fi - Final Amt, di - Diluted Amt, s1 - Sep1, s2 - Sep2 Page 2 ISV - Insufficient Volume for Analysis WO Cnt: 6
Richland Wa. pd - Prep Dt, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added PrepSamplePrep v4.8.26



12/19/2006 3:58:00 PM Sample Preparation/Analysis Balance Id:
384868, Pacific Northwest National Laboratory AR H-3 Prp/SepRC5007
Pacific Northwest National Lab S6 Tritium by Liquid Scint:

IAnalyDueDate: 01/26/2007 S( 51 CLIENT: HANFORD Sep1 DT/Tm Tech:
Batch: 6353564 WATER pCi/L PM, Quote: SA, 57671 Sep2 DT/Tm Tech:SEQ Batch, Test: None

111111 1 11111 1111 11101 mills illiJilil 1 Prep Tech:
Work Order, Lot, Total Initial Aliquot QC Tracer I Count Detector Count On I Off CR Analyst, CommentsSample DateTime Am/Unit Amt/Unit Prep Date Time Min Id (24hr) Circle Init/Date

1 JLDH5-1-AA
J6L1 30181-1-SAMP
---Ill il11l ----l -I-----iI-I-I---------*---------------------------------------------- - ---------------------- --- ----- --------------------------------
12/13/2006 09:03 AmtRec: 20ML,2XLP #Containers: 3 Scr: Alpha: Beta:
2 JLDME-1-AA
J6130191-1 -SAMP

-------------------------------------il II!li 1111111111------------------ ------------------. ----- ------.. --------------------------- -------

12/13/2006 08:25 AmitRec: 20ML,2XLP #Containers: 3 Scr: Alpha: Beta:
3 JLDME-1-AE-X
J6L130191-1-DUP

----I-I--------1-------- 1-11------------------ - - - - ---- - --- - - - - - --- - - - - -- - -- - -- - - - - - -- ---- ----------- --- - - --------- - -- -
12/13/2006 08:25 AmtRec: 20ML,2XLP #Containers: 3 Scr: Alpha: Beta:
4 JLTCN-1-AA-B
J6L1 90000-564-BLK
-- I III 1111111111 11111111 ---------------- --------------- -I -------- ------- --------------------- --- - ---------------------------- - ---- -- --- -- -------

12/13/2006 08:25 AmtRec: #Containers: 1 Scr: Alpha: Beta:
5 JLTCN-1-AC-C
J6L1 90000-564-LCS

--ilIII 11111 111111111111111111 1 ----------I -- ----------I- ------- - ----- -------------- - ---------- ---------- ------- --------- ---- ------------ ------------- ------ -
12/13/2006 08:25 AmtRec: #Containers: 1 Scr: Alpha: Beta:
6 JLTCN-1-AD-BX

J6L190000-564-MBLK
--1111111111 li1111111111111111 i----- -------------------------- ----------------------------- ---- ---- --- ------------ - ------ ------------------- --- --------- - -

12/13/2006 08:25 AmtRec: #Containers: 1 Scr: Alpha: Beta:
7 JLTCN-1-AE-CM

J6L1 90000-564-MLCS

-------- -I -------- -ii ---1-1--- 11111 --- - --- - -------- ---------- ---- - --------------------------------- ------------- -- -------- --- ---- ----------- -
12/13/2006 08:25 AmtRec: #Containers: 1 Scr: Alpha: Beta:

STL Richland Key: In - Initial Amt, fi - Final Amt, di - Diluted Amt, si - Sepi, s2 - Sep2 Page 1 ISV - Insufficient Volume for Analysis WO Cnt: 7
Richland Wa, pd - Prep Dt, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added ICOC v4.8.26



12/19/2006 3:58:02 PM Sample Preparation/Analysis Balance Id:
AR H-3 Prp/SepRC5007 Pipet #:
S6 Tritium by Liquid Scint

HAnalyDueDate: 01/26/2007 51 CLIENT: HANFORD Sepi DT/Tm Tech:
Batch: 6353564 pCi/L Sep2 DT/Tm Tech:SEQ Batch, Test: None

mil-.s _11 ____ _ 1Prep Tech:
Work Order, Lot, Total Initial Aliquot QC Tracer Count Detector Count On I Off CR Analy Comments:Sample DateTime Amt/Unit Amt/Unit Prep Date Time Min Id (24hr) Circle Init/Date

8 JLTCN-1-AF-BN
J6L1 90000-564-BL1K

12/13/2006 08:25 AmtRec: #Containers: 1 Scr: Alpha: Beta:
9 JLTCN-1-AG-BN
J6L190000-564-BLK

12/13/2006 08:25 AmtRec: #Containers: 1 Scr: Alpha: Beta:
Comments:

All Clients for Batch:
384868, Pacific Northwest National Laboratory Pacific Northwest National Lab, SA , 57671

JLDH51AA-SAMP Constituent List:
H-3 RDL:400 pCi/L LCL:70 UCL:130 RPD:20

JLTCNlAA-BLS:
H-3 RDL:400 pCi/L LCL: UCL: RPD:

7LTCNlAC-LCS:
H-3 RDL:400 pCi/L LCL:70 UCL:130 RPD:20

JLTCNlAD-MBLK:
H-3 RDL:400 pCi/L LCL: UCL: RPD:

JLTCNlAE-MLCS:
H-3 RDL:400 pCi/L LCL:70 ICL:130 RPD:20

TLTCNIAF-IBLK:
H-3 RDL:400 pCi/L LCL: UCL: RPD:

LTCNlAG-IBLK:

H-3 RDL:400 pCi/L LCL: UCL: RPD:

JLDH51AA-SAMP Calc Info:
Uncert Level (#s).: 2 Decay to SaDt: Y Blk Subt.: N Sci.Not.1 Y ODRs: B

7LTCNlAA-BLK:
Uncert Level (#s)-; 2 Decay to SaDt: Y B1k Subt.: N Sci-Not.: Y ODRs: B

LTCNlAC-LCS:

Uncert Level (#s)-: 2 Decay to SaDt: Y Blk Subt.: N Sci.Not..: Y ODRs: B

STL Richland Key: In - Initial Amt, fi - Final Amt, di - Diluted Amt, si - Sepi, s2 - Sep2 Page 2 1SV - Insufficient Volume for Analysis WO Cnt: 9
Richland Wa. pd - Prep Dt, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added ICOC v4.8.26



1/5/2007 11:25:36 AM Sample Preparation/Analysis Balance ld:1120482733
L 384868, Pacific Northwest National Laboratory DH UNat Laser PrpRC5015 Pipet

Pacific Northwc- National Lab SS Total Uranium by KPA

AnalyDueDate: 01/15/2007 51 CLIENT: HANFORD Sepi DT/Tm Tech:

t Batch: 6353566 WATER ug/L PM, Quote: SA, 57671 Sep2 DTITm Tech:SEQ Batch, Test: None

111111101111111 EtE fl 1111111 11111 1111 Prep Tech: ,BockJ
Work Order, Lot, Total Initial Aliquot OC Tracer Count Detector Count On I Off | CR Analyst Comments:Sample DateTime Amt/Unit Amt/Unit Prep Date Time Min Id (24hr) Circle Init/Date

I JKMQ4-1-AG 25,10g,in
J6L010207-1-SAMP

11/30/2006 12:39 AmtRec: 20ML,2X500ML,4XLP,2X4LP #Containers: 9 Scr: Alpha: 6.52E-04 uCVSa Beta: -2,80E-04 uCi/Sa
2 JKMR4-1-AC 25.20g,in
J6L010207-2-SAMP

11/30/2006 11:55 AmtRec 20ML,500ML,LP #Containers: 3 Scr: Alpha: 8.86E-05 uC/Sa Beta: 1.09E-04 uCVSa
3 JK70G-1-AD 24.80g,in
J6L110134-1-SAMP

12/08/2006 10:13 AmtRec: 20ML,500ML,LP #Containers: 3 Scr: Alpha: 1 .59E-04 uCi/Sa Beta: -1 .37E-04 uCVSa
4 JK70G-1-AE-S 25.10g,in UNSF3518

J6L1 10134-1-MS 12/18/06,pd

12/08/2006 10:13 ArntRec: 20ML,500ML,LP #Containers: 3 Scr: Alpha: 1 59E-04 uCiSa Beta: -1 .37E-04 uCVSa
5 JK70G-1-AF-X 27.20g,in
J6L1 10134-1-DUP

12/08/2006 10:13 AmtRec: 20ML,500ML,LP #Containers: 3 Scr: Alpha: 1.59E-04 uCi/Sa Beta: -137E-04 uCi/Sa
6 JLTCX-1-AA-8 25.10g,in

J6L1 90000-566-BLK

-1. ll1.1111-.IlI l 111IfIl --------------------------------------------------------------------------------------------111-------------------------------------------------------------------
12/08/2006 10:13 AmtRec: #Containers: 1 Scr: Alpha: Beta:
7 JLTCX-1-AC-C 25.60g,in UNSF3519
J6L1 90000-566-LCS 12/18/06,pd

12/08/2006 10:13 AmtRec: #Containers: 1 Scr: Alpha: Beta:

STL Ricnland Key: In - Initial Amt, fi - Final Amt. di - Diluted Amt, s1 - Sep1, s2 - Sep2 Page 1

Richland Wa. pd - Prep Dt, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added

ISV - ln o icient Volume for Analysis WO Cnt: 7
PrepSamplePrep v4-8.26



1/5/2007 11:25:39 AM Sample Preparation/Analysis Balance Id:1120482733
DH UNat Laser PrpRC5015 Ploet
SS Totai Uranium by KPA

CAnalyDueDate: 01/15/2007 51 CLIENT: HANFORD Sep1 DT/Tm Tech:

E- Batch: 6353566 ug/L Sep2 DT/Tm Tech:
SEQ Batch, Test: None

1111111111111111111111111111111111111 i11 lll Prep Tech: ,BockJ

Work Order, Lot, Total Initial Aliquot QC Tracer Count Detector Count On [Off CR Analyst, Comments:
Sample DateTime Amt/Unit Amt/Unit Prep Date Time Min Id (24hr) Circle Init/Date

8 JLTCX-1-AD-C 26.00g,in UNSC1451
J6L1 90000-566-LCS 12/18/06,pd

12/08/2006 10:13 AmtRec: #Containers: 1 Scr: Alpha: Beta:

Comments: L -7

All clients for Batch:
384868, Pacific Northwest National Laboratory Pacific Northwest National Lab, SA , 57671

TKMQ4!AG-SAMP Constituent List:
Uranium RDL:1.44E-01 ug/L LCL: UCL: RPD:
7Y70GlAE-MS:

JLTCXIAA-BLK:
Uranium RDL:1.44E-01 ug/L LCL: UCL: RPD:

7LTCXlAC-LCS:
Uranium RDL:0.144343 ug/L LCL:70 UCL:130 RPD:20

*LTCXIAD-LCS:
Uranium RDL:0.144343 ug/L LCL:70 UCL:130 RPD:20

YKMQ41AG-SAMP Calc Info:
Uncert Level (#a).: 2 Decay to SaDt: Y Blk Subt.: N Sci.Not.: Y ODRs: B

TK70GlAE-MS:
Uncert Level (#s).: 2 Decay to SaDt: Y Blk Subt.: N Sci.Not.: Y ODRs: B

ILTCXIAA-BLK:
Uncert Level (#s)-: 2 Decay to SaDt: Y Blk Subt.: N Sci.Not.: Y ODRs: B

ILTCXIAC-LCS:
Uncert Level (#s).: 2 Decay to SaDt: Y Elk Subt.: N Sci.Not.: Y ODRs: B

7LTCXlAD-LCS:
Uncert Level (#s).: 2 Decay to SaDt: Y Blk Subt.: N Sci.Not.: Y ODRs: B

Approved By - Date:

STL Richland Key: In - Initial Amt, fi - Final Amt, di - Diluted Amt, si - Sep1, s2 - Sep2 Page 2 ISV - Insufficient Volume for Analysis WO Cnt: 8
Richland Wa. pd - Prep Dt, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added PrepSamplePrep v4.8.26



1/16/20078:48:50AM ICOC Fraction Transfer/Status Report
ByDate: 1/16/2006, 1/21/2007, Batch: '6353567', User: *ALL Order By DateTimeAccepting

Q Batch Work Ord CurStatus Accepting Comments

CaIcC BockJ

wagarr
BockJ
BockJ
AshworthA
AshworthA
DAWKNSO
DAWKINSO

BockJ

BockJ

1/10/2007 8:29:27

IsBatched
InPrep
Prep1C
InPrep2
Prep2C
InCntl
CalcC

1/10/2007 8:37:33

1/10/2007 8:41:56

12/19/2006 4:02:33 PM
1/10/2007 8:29:27 AM
1/10/2007 8:37:33 AM
1/12/2007 8:46:59 AM
1/12/2007 1:48:45 PM
1/12/2007 3:17:01 PM
1/12/2007 8:47:14 PM

ICOCRADCALC v4.8.26
rich-rc-5016 rEVISION 6

RICH-RC-5014 REVISION 6
RICH-RC-5014 REVISION 6
RICH-RC-5014 REVISION 6
RICH-RD-0003 REVISION 4
RICH-RD-0003 REVISION 4

6353567
AC

SC
SC
SC
SC
SC
SC
SC

AC

AC

AC

AC

AC

AC

AshworthA 1/12/2007 8:46:59

AshworthA 1/12/2007 1:48:45 PM

DAWKINSO 1/12/2007 3:17:01 PM

DAWKINSO 1/12/2007 8:47:14 PM

UAC7;-eprng Entry; : STawus unange
STL Richland Grp Rec Cnt:7
Richland Wa. Page 1 ICOCFractions v4.8.26

STL RICHLAND 81



1/16/2007 8:52:07 AM ICOC Fraction Transfer/Status Report
ByDate: 1/16/2006, 1/21/2007, Batch: '6353568', User: *ALL Order By DateTimeAccepting

Q Batch Work Ord CurStatus Accepting Comments

CalcC BockJ

wagarr
BockJ
BockJ
AshworthA
AshworthA
DAWKINSO
DAWKINSO

BockJ

1/10/2007 8:22:10

IsBatched
InPrep

Prep 1C
InPrep2
Prep2C
InCntl
CalcC

1/10/2007 8:29:08

12/19/2006 4:02:33 PM
1/10/2007 8:22:10 AM
1/10/2007 8:29:08 AM
1/12/2007 8:47:07 AM
1/12/2007 1:48:52 PM
1/12/2007 1:58:51 PM
1/12/2007 8:46:57 PM

ICOCRADCALC v4.8.26
rich-rc-5016 rEVISION 6

RICH-RC-5014 REVISION 6
RICH-RC-5014 REVISION 6
RICH-RC-5014 REVISION 6
RICH-RD-0003 REVISION 4
RICH-RD-0003 REVISION 4

AC

SC
Sc
Sc
Sc
SC
SC
SC

AC

AC

AC

AC

AC

AC

BockJ 1/10/2007 8:41:48

AshworthA 1/12/2007 8:47:07

AshworthA 1/12/2007 1:48:52 PM

DAWKINSO 1/12/2007 1:58:51 PM

DAWKINSO 1/12/2007 8:46:57 PM

'A: Accepring Lnrry; )u: Starus unange
STL Richland Grp Rec Cnt: 7
Richland Wa. Page 1 ICOCFractions v4.8.26

STL RICHLAND 82



1/17/20074:05:55PM 1000 Fraction Transfer/Status Report
ByDate: 1/17/2006, 1/22/2007, Batch: '6353585', User: *ALL Order By DateTimeAccepting

Q Batch Work Ord CurStatus Accepting Comments

6353585
AC

SC
SC
SC
SC
SC

SC
SC
SC
SC
SC

A C

AC

AC

AC

AC

AC

AC

AC

AC

CalcC BockJ

wagarr
BockJ
BockJ
ManisD
ManisD
DAWKINSO
DAWKINSO
ManisD
DAWKINSO
BlackCL

BockJ

ManislD

ManisD

DAWKINSO

DAWKINSO

DAWKINSO

ManisD

DAWKINSO

BlackCL

ICOCRADCALC v4.8.26
rich-rc-5017 rEVISION 5

RICH-RC-5016 REVISION 6
RICH-RC-5006 REV 6
RICH-RC-5006 REV 6
RICH-RD-0007 REVISION 5
RICH-RD-0007 REVISION 5
RICH-RC-5071 REV 4
RICH-RD-0003 REVISION 4
RICH-RD-0003 REVISION 4

1/3/2007 3:21:56 PM

IsBatched 12/19/2006 4:02:33 PM
InPrep 1/3/2007 3:21:56 PM
Prep1C 1/3/2007 3:27:55 PM
InSep1 1/3/2007 4:07:58 PM
Sep1C 1/8/2007 3:37:54 PM
InCnt1 1/8/2007 3:53:04 PM
Cnt1C 1/8/2007 7:43:51 PM
Sep2C 1/15/2007 3:58:39 PM
InCnt2 1/15/2007 4:23:36 PM
CaIcC 1/17/2007 8:19:42 AM

1/3/2007 3:27:55 PM

1/3/2007 4:07:58 PM

1/8/2007 3:37:54 PM

1/8/2007 3:53:04 PM

1/8/2007 7:09:15 PM

1/8/2007 7:43:51 PM

1/15/2007 3:58:39 PM

1/15/2007 4:23:36 PM

1/17/2007 8:19:42

77 TAuepting ntry; Su: btatu$ uange

STL Rich/and Grp Rec Cnt:10
Richland Wa. Page 1 ICOCFractions v4.8-26

STL RICHLAND 83



1/17/20074:26:11 PM ICOC Fraction Transfer/Status Report
ByDate: 1/17/2006, 1/22/2007, Batch: '6353579, User: 'ALL Order By DateTimeAccepting

Q Batch Work Ord CurStatus Accepting Comments

CaIcC BostedD

wagarr
BostedD
BostedD
DAWKINSO
DAWKINSO

BostedO)

1/8/2007 2:02:58 PM

IsBatched 12/
InPrep 1/8
PrepiC 1/1
inCnt1 1/1
CalcC 1/1

1/16/2007 3:30:38 PM

19/2006 4:02:33 PM
/2007 2:02:58 PM
6/2007 3:30:38 PM
6/2007 3:41:14 PM
6/2007 7:40:40 PM

ICOCRADCALC v4.8.26
RICHRC5025 REV3
RICHRC5025 REV3

RICH-RD-0007 REVISION 5
RICH-RD-0007 REVISION 5

DAWKINSO 1/16/2007 3:41:14 PM

DAWKINSO 1/16/2007 7:40:40 PM

6353579
AC

SC
SC
SC
SC
SC

AC

AC

AC

Ac77 opting Entry: S(: 51aus (nange

STL Richland Grp Rec Cnt:4
Richiand Wa. Page 1 ICOCFractions v4,.826

STL RICHLAND 84



1/15/2007 9:48:45AM ICOC Fraction Transfer/Status Report
ByDate: 1/15/2006, 1/20/2007, Batch: '6353582', User: *ALL Order By DateTimeAccepting

0 Batch Work Ord CurStatus Accepting Comments

CalcC BockJ

wagarr
BockJ
BockJ
FABREM
DAWKINSO
DAWKINSO

BockJ

BockJ

FABREM

1/8/2007 9:12:00 AM

IsBatched 12
InPrep 1/
Prep1C I/
SeplC 1/
InCntl 1/
CalcC 1/

1/8/2007 9:17:31 AM

1/8/2007 9:19:04 AM

/19/2006 4:02:33 PM
8/2007 9:12:00 AM
8/2007 9:17:31 AM
11/2007 3:38:54 PM
11/2007 3:43:51 PM
12/2007 1:13:02 PM

ICOCRADCALC v4.8.26
RICH-RC-5016 Revision 6
RICH-RC-5016 REVISION 6
RICH-RC-5065 REVISION 5
RICH-RD-0001 REVISION 3
RICH-RD-0001 REVISION 3

1/11/2007 3:38:54 PM

DAWKINSO 1/11/2007 3:43:51 PM

DAWKINSO 1/12/2007 1:13:02 PM

AC

SC
SC
SC
SC
SC
SC

AC

AC

4C

A: AZepring cnrry; sc': t ats unange
STL Richland Grp Rec Cnt: 6
Richiand Wa. Page 1 ICOCFractions v4.8.26

STL RICHLAND 85



1/9/20074:21:56PM ICOC Fraction Transfer/Status Report
ByDate: 1/9/2006, 1/14/2007, Batch: '6353564', User: 'ALL Order By DateTimeAccepting

0 Batch Work Ord CurStatus Acceptin9 Comments

6353554
AC CalcC McDowellD 12/28/2006 11:13:46
SC wagarr IsBatched 12/19/2006 4:02:33 PM ICOCRADCALC v4.8.26
SC McDowelID inSep1 12/28/2006 11:13:46 AM RICH-RC-5007 REVISION 6
SC McDowelID Sep1C 1/5/2007 3:32:48 PM RICH-RC-5007 REVISION 6
SC DAWKINSO InCnt1 1/5/2007 3:39:30 PM RICH-RD-0001 REVISION 3
SC BlackOL CalcC 1/9/2007 7:35:48 AM RICH-RD-0001 REVISION 3
AC McDowelID 1/5/2007 3:32:48 PM

AC DAWKINSO 1/5/2007 3:39:30 PM

AC BlackCL 1/9/2007 7:35:48 AM

AU: A0cep[Mg Entry; 5C: Status Uange
STL Richland Grp flec Cnt:.4

Richland Wa. Page 1 ICOCFractions v4.8.26

STL RICHLAND 86



1/19/2007 11:27:39 AM ICOC Fraction Transfer/Status Report
ByDate: 1/19/2006, 1/24/2007, Batch: '6353566', User: *ALL Order By DateTimeAccepting

0 Batch Work Ord CurStatus Accepting Comments

CntiC BockJ

wagarr
BockJ
BockJ
AntonsonL
NelsonT

BockJ

1/5/2007 11:20:54

IsBatched
IrPrep
Prep1C
Sep10C
Cnt1C

1/5/2007 11:26:03

12/19/2006 4:02:33 PM
1/5/2007 11:20:54 AM
1/5/2007 11:26:03 AM
1/12/2007 3:37:21 PM
1/17/2007 5:42:58 PM

COCRADCALC v4.8,26
RICH-RC-5014 Revision 6
RICH-RC-5015 REVISION 4
RICH-RC-5015 REVISION 4
RICH-RC-5058 REV 7

6353566
AC

SC
SC
SC
SC
SC

AC

AC

AC

AntonsonL 1/12/2007 3:37:21 PM

NelsonT 1/17/2007 5:42:58 PM

A(;: Accepting Lntry; 5C: btatus ,1ange

STL Richland Grp Rec Cnt:4
Richland Wa. Page 1 ICOCFractions v4.8.26

STTXRICHLAND 87


